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!ÂÓÔÒÁÃÔ 

 Approximately 1% of the world population is afflicted with Epilepsy. For many 

patients, antiepileptic drugs do not fully control seizures. Electrical brain stimulation 

therapies have been effective in reducing seizure rates in some patients. While current 

neuromodulation devices provide a benefit to patients, efficacy can be improved by 

optimizing brain stimulation so that the therapy is tuned on a patient by patient basis. One 

optimization approach is to target deep brain regions that strongly modulate seizure prone 

regions. I will present data on the effects of stimulation of two different anatomical 

regions for seizure control, and establish my experimental platform for testing closed-

loop algorithms.  

 There are two general methods to implementing closed-loop algorithms to modulate 

neural activity: 1) Model-free algorithms that require a learning period to establish an 

optimal mapping between neural states and best therapeutic parameters, and 2) Model-

based algorithms that use forward predictions of the neural system to determine the 

appropriate stimulation therapy to be administered. In this thesis, I will propose and test 

two closed-loop control schemes to control the brain activity to prevent epileptogenic 

activity while reducing stimulation energy. I will also present techniques to remove 

stimulation artifacts so that neural biomarkers can be measured while simultaneously 

applying stimulation. The methods I will present could potentially be implemented in 

next generation electrical brain stimulation hardware for seizure disorders and other 

neurological diseases.  
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http://journals.lww.com/clinicalneurophys/Abstract/2015/06000/Future_of_Seizure_Predi
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1.1 Introduction  

Epilepsy affects nearly 3 million people in the United States, with nearly 500 new cases 

of epilepsy diagnosed every day (Hauser et al., 1993; CJL and AD, 1994). Current 

antiepileptic drugs can have major negative side effects, and approximately one third of 

patients with epilepsy are drug refractory (Kwan et al., 2010). Of those, only patients 

with a well-localized focus in an area outside of the eloquent cortex are good surgical 

candidates. For the remaining patients, there are few options. Closed-loop therapies may 

improve seizure control while reducing or eliminating side effects by limiting the therapy 

to times when the patient is in need. Closed-loop seizure therapies may also allow for 

stronger therapy doses that cannot be delivered chronically. The development of on-

demand approaches will require effective seizure prediction or early detection algorithms 

and optimized intervention strategies while being reliable and safe for chronic 

implantation in humans. This thesis discusses both the progress and the future directions 

for each of these areas. 

1.2 Need for new seizure detection and prediction d evices 

Although many therapeutic devices have been developed for epilepsy, few devices have 

made it to clinical trials. There is a need for robust and accurate seizure detection and 

prediction devices. Self-reporting by patients of their seizures is often poor when 

compared with the detection of electrographic events, in part, because consciousness may 

be affected by the seizure (Heck et al., 2014). A monitoring device could therefore 
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dramatically improve the assessment of therapy both in treating patients and in clinical 

trials. Furthermore, a device that could detect changes in physiology before a seizure and 

deliver therapies to prevent the seizure would be transformative, enabling new 

approaches to treating epilepsy. 

1.3  Defining seizure prediction  

Seizure prediction has had a long and storied history and has been well reviewed 

elsewhere (Litt and Lehnertz, 2002; Iasemidis, 2003; Mormann et al., 2007). A 

significant advance for the field came with simply defining “seizure prediction.” 

Prediction is defined as identifying an event after which a seizure will occur within a 

fixed period of time. In contrast, if a heightened risk of seizure occurring is identified 

without a specific time window, it is considered “seizure forecasting.” Four key criteria 

to measure the efficacy of a seizure prediction algorithm have been proposed: (1) 

developing algorithms on long-term recordings from patients, (2) assessing sensitivity 

and specificity about a range of prediction horizon times and the portion of time under 

false warning, (3) proving that the algorithm can perform above chance level by using 

statistical techniques, and (4) determine generalizability of the algorithm by testing it on 

out-of-sample data (Mormann et al., 2007). 

1.4 Future of seizure therapy: closing the loop  

A monitoring device that can deliver closed-loop treatment enables new approaches to 

develop more personalized therapies. There are important considerations at all phases in 
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developing a closed-loop treatment: (1) the signals to be measured, (2) the features to be 

extracted and classification algorithms, (3) optimization of treatment, (4) the therapeutic 

actions to be taken, and (5) the devices to implement closed-loop therapies. These steps 

form a therapeutic loop, illustrated in Figure 1. Although seizure prediction and closed-

loop therapies may be the ultimate goal, there are benefits to be gained in improving each 

phase of this loop. The development of closed-loop therapies may also help elucidate the 

effects of intervention on underlying biologic processes. This chapter outlines the current 

state and discusses potential future directions of seizure prediction and closed-loop 

therapies. 

 

Figure 1. Hypothetical closed-loop experimental protocol for suppressing seizures using 

multimodal recordings of physiologic activity. From the recordings, features are extracted 

and a classifier is applied to detect seizure activity or a pre-seizure state for prediction. 

On detection of an event, the device triggers a therapy. 
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1.5 Detection of Pre-ictal and ictal states  

1.5.1 Signal Modalities  

Scalp EEG and electrocorticography, measured at the surface of the brain, have been the 

mainstays for seizure prediction since the 1970s (Viglione and Walsh, 1975). The use of 

linear (Rogowski et al., 1981) and nonlinear methods (Iasemidis et al., 1990) helped 

conceptualize the “preictal” state as a period in which the brain exhibits an increasing 

prevalence of seizure-like behavior before seizure onset. However, it is questionable 

whether these signals contain sufficient information for accurate seizure prediction. Other 

recording methods, such as penetrating microelectrodes that provide higher spatial 

resolution and wider spectral content, may be necessary to better characterize the neural 

activity at the focus. Simultaneous macroelectrode and microelectrode recordings have 

revealed microbursts of activity that are not seen by the macroelectrodes alone (Schevon 

et al., 2009; Stead et al., 2010; Truccolo et al., 2011; Viventi et al., 2011). Applying these 

microbursts as an additional feature set could potentially increase predictive power. 

Furthermore, single-unit recordings may provide additional features for improved seizure 

prediction (Bower and Buckmaster, 2008; Keller et al., 2010; Bower et al., 2012; 

Einevoll et al., 2012). 

 Beyond passive recording techniques, important information may be gained 

through evoked potentials. Single electrical pulses may be used to detect changes in 

excitability before a seizure. Changes in excitability over space may also be used to 

localize a seizure focus. Excitatory synaptic activity can increase in epileptic tissue 
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(Avoli et al., 2005) through a variety of mechanisms, including potentiation of synaptic 

AMPA receptors (Abegg et al., 2004; Debanne et al., 2006; Lopantsev et al., 2009; 

Müller et al., 2013), potentiation of extrasynaptic NMDA receptors (Frasca et al., 2011; 

Müller et al., 2013), and an increase of intrinsic excitability of neurons (Tang et al., 

2012). Importantly, a single pulse may evoke different epileptic responses depending on 

the level of excitability (Demont-Guignard et al., 2012). For example, an electrical brain-

stimulation paradigm was successfully used for estimating both the seizure onset sites 

and the time to ictal transition in human temporal lobe epilepsy (Kalitzin et al., 2005). 

Evoked potentials may therefore be valuable for closed-loop stimulation protocols and 

optimization of stimulation parameters (McIntyre et al., 2004; Kent and Grill, 2012). 

 Additionally, improved seizure prediction may be achieved using other recording 

modalities. Several physiologic changes have been observed preceding electrographic 

seizure onset; in animal models and humans, changes in blood flow, blood oxygenation, 

and metabolism have all been shown to precede a seizure (Schwartz, 2007; Zhao et al., 

2011; Patel et al., 2013). Additionally, in humans, electrochemical studies have shown 

distinct glutamate and adenosine dynamics associated with seizures (Van Gompel et al., 

2014). Heart rate monitors and accelerometers have also been used to extract salient 

biomarkers of seizures (Zijlmans et al., 2002; Nijsen et al., 2005; Lockman et al., 2011). 

Incorporation of these other modalities with EEG may significantly improve seizure 

prediction and intervention. 
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1.5.2 Features 

Although many features extracted from EEG signals have been used for seizure 

prediction (Mormann et al., 2007), no single or univariate measure has successfully 

characterized a pre-seizure state with high sensitivity and specificity. Individual features 

may have some small predictive power; however, as an aggregate, the feature set may 

achieve stronger predictive power. For example, changes in EEG at the focus may only 

be understood in the context of patterns seen in surrounding areas. Therefore, seizure 

prediction may benefit from a multivariate approach. A drawback to a multivariate 

approach, however, is that the relationship between the measured features and the 

predictions may be complex and unintuitive. It may therefore be difficult for clinicians to 

correlate changes in the raw signal with abstract features extracted through signal 

processing techniques. Similarly, classification of multivariate data for seizure prediction 

can be an engineering black box approach that provides limited insight to the 

mechanisms underlying the seizure onset.  

 An alternative approach is to fit physiologically realistic models to the data. The 

parameters of the model can then be used as the feature set. This may provide better 

insight into the relationship between mechanisms, such as changes in connection 

strengths between nodes, and state changes, such as preictal to ictal. Another challenge of 

a multivariate approach is that it is easy to produce an immense parameter space that 

cannot be fully explored. This is problematic for several reasons. First, a larger 

dimensional space can allow classifiers to overfit the data in training, resulting in poor 
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classification on new data. Second, as the number of features increases, the 

computational load increases as well. Therefore, when developing seizure prediction 

algorithms, the processing power of implantable devices should be considered. 

 There are two approaches that can be used to reduce feature space. One approach is 

to limit the number of measurements and features to those that provide some predictive 

power, for example, by using receiver operating characteristic analysis or Fisher 

discriminant analysis to select features. The other is to combine features in a way to 

reduce computational load, such as principal component analysis. Managing 

computational load is an important aspect of implementing seizure prediction and 

detection on implantable devices that needs to be developed further. 

1.5.3 Linear vs Nonline ar features  

Linear features, such as mean, standard deviation, and power spectral density, are well 

understood. However, there may be physiologic signals that cannot be well characterized 

by linear features. With the advent of chaos theory, many new measures were developed 

to analyze nonlinear systems, such as the Lyapunov exponent and the fractal dimension 

of the data. Presumably, these measures can detect changes undetectable with linear 

measures. However, in head-to-head comparisons, linear features often outperform the 

nonlinear ones in detecting a pre-ictal state (Jerger et al., 2003; Mormann et al., 2005). 

This is because linear features are extremely robust to noise (Netoff et al., 2004). Clearly, 

nonlinear measures may have great value for seizure prediction (Iasemidis, 2003) and 

should not be ignored; however, they must be compared in performance and 
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computational costs with linear measures. Furthermore, for implementation in an 

implantable device, linear features may be the only option because of current 

computational constraints. 

1.6 Intervention  

In this section, we will review the need for new stimulation targets and interventional 

therapies such as optogenetics. We will also discuss methods for optimizing therapies 

using closed-loop approaches. Closed-loop therapies may not only provide hope for 

patients but also provide critical insight into the mechanisms underlying ictogenesis and 

epileptogenesis, which may lead to new approaches to therapies. 

1.6.1 Stimulation Target Selection  

Two different approaches have been tried for target selection in recent clinical trials. One 

approach (conducted by Medtronic) was to target an area with wide neuromodulatory 

effects (Fisher et al., 2010), the anterior nucleus of the thalamus (Medtronic, 

Minneapolis, MN). The other was to stimulate the focus directly (Heck et al., 2014) led 

by NeuroPace (NeuroPace, Mountain View, CA). Surprisingly, in both cases, there was 

about a 40% decrease in seizure frequency on average over a 3-month period. Even 

stimulation of the vagus nerve has demonstrated approximately 30% decrease in seizure 

frequency in patients after a 3-month blind period (Handforth et al., 1998). Interestingly, 

the efficacy of stimulation from each of these studies increased at the end of a 2-year 

follow-up (Fisher et al., 2010; Morris et al., 2013; Heck et al., 2014). These long-term 
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effects indicate that there may be direct and indirect mechanisms on seizure suppression 

caused by the stimulation. 

 Animal experiments have also tested many other promising stimulation locations 

that have not yet been tested in full clinical trials, such as the subthalamic nucleus 

(Loddenkemper et al., 2001; Chabardès et al., 2002), medial temporal structures (Vonck 

et al., 2005; Tellez-Zenteno et al., 2006; Velasco et al., 2007), centromedian thalamic 

nuclei (Mina et al., 2013; Pasnicu et al., 2013), and hippocampal commissural fiber 

(Koubeissi et al., 2013; Toprani and Durand, 2013) among others (Fisher, 2013). On-

demand electrical stimulation has also shown to be effective in suppressing seizures in 

animal models (Bikson et al., 2001; Schiller and Bankirer, 2007; Good et al., 2009; 

Nelson et al., 2011). 

 Although many patients receive benefits, very few become seizure free. A single 

target may not be sufficient to control seizures. In some patients, seizures emerge from 

the interaction of multiple nodes within a network. Therefore, stimulation of more than 

one node in the network simultaneously may be required to improve seizure control. One 

approach to simultaneously modulate multiples nodes within a seizure network is to 

stimulate nuclei or fiber tracts that have widespread modulatory effects. Ideally, these 

targets would be far away from major blood vessels, to minimize risk during surgery, and 

have little effect on cognitive and motor functions. 

1.6.2 Closed-loop intervention strate gies 

Different neurophysiologic mechanisms are engaged by DBS depending on the 
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stimulation localization, frequency, intensity, duration, and pattern. As noted above, there 

is large clinical discrepancy in the efficacy between patients, especially if they suffer 

from different subtypes of epilepsies. It is difficult to tune stimulus parameters, because 

the effect on seizure frequency cannot immediately be seen in the clinical setting. It may 

require statistical analysis over months to identify an effect of a stimulus parameter. 

Therefore, new methods must be developed for fine tuning of stimulation parameters in 

a patient-specific manner to maximize therapeutic effects. 

 How can electrical stimulation be optimized for a patient? There are 3 approaches 

to closed-loop intervention, as illustrated in Figure 2: (1) a controller that slowly adapts 

stimulation parameters over time to maximize therapy (e.g., a gradient descent controller) 

(Panuccio et al., 2013), (2) on-demand therapy (Armstrong et al., 2013; Krook-Magnuson 

et al., 2013; Heck et al., 2014), and (3) physiologically adapting closed-loop 

neuromodulation (Wilson et al., 2011; Little et al., 2013; Montaseri et al., 2013). 
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Figure 2. Types of closed-loop controllers. Left, a gradient descent controller adjusts the 

parameters and measures the effect, such as seizure frequency. Through small changes on 

a daily basis, the algorithm can traverse a parameter landscape to find an optimal 

solution. In a reactive therapy (middle), signals are processed when an event is detected 

in the estimated state of the patient. In this example, a stereotyped stimulus is applied; 

however, statistical tools can be applied to optimize stimulus parameters for reactive 

therapy. In an adaptive therapy (right), the stimulus is modulated by the state of the 

patient or can be used to trigger phasic stimulation with a millisecond precision. 

1.6.3 Optimization of Stimulation Parameters  

Optimization can be achieved by a gradient descent method (Figure 2, left) with offline 

analysis of data. This algorithm would establish a functional relationship between the 

parameters and the symptoms and iteratively adjust the parameters of the therapy to 

improve the symptoms. Adaptive reinforcement learning algorithms are well suited for 

problems with noisy, nonlinear, and nonstationary signals (Prokhorov and Wunsch, 1997; 

Panuccio et al., 2013). This approach requires the algorithm to “learn” from its mistakes 

to descend upon a local solution. 

 One concern with implementing a closed-loop algorithm is whether it is stable and 

safe. It is often more acceptable to implement a closed-loop algorithm that essentially 

does the same, but more formally, as a clinician or the patient might do given a user 
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interface. Optimization approaches like these have been tested in animal models with 

some success (Panuccio et al., 2013) but are yet to be used in a clinical trial. The first step 

toward obtaining Food and Drug Administration approval for a closed-loop device is in 

an advisory role to the patient or clinician, who makes the parameter changes. With 

proven safety of the device in an advisory role, it then may be possible to implement a 

fully automatic version. 

 Closed-loop Vagal Nerve Stimulation (VNS) optimization of stimulation 

parameters can be explored by controlling the activation of different vagus nerve fiber 

populations. An autonomous neural control algorithm has been developed to map the 

stimulation parameters to nerve activation profiles (Ward et al., 2014). Given this map, 

the algorithm dynamically adjusts the stimulus to maintain the nerve activation at a 

therapeutic level over time. This closed-loop algorithm adjusts stimulus parameters to 

maintain a stable stimulus response over time. 

1.6.4 On-demand stimulation  

The reactive nerve stimulation by NeuroPace stemmed out of the closed-loop algorithms 

used in cardiac pacemaking. NeuroPace’s Responsive Neurostimulator delivers a 

stereotyped stimulus pattern when an abnormal event in the EEG is detected (Morrell, 

2006; Morrell and Group, 2011). In clinical trials, the stimulus parameters were set by the 

clinician. The device is closed loop in which the stimulation is delivered on demand (i.e., 

is a responsive stimulator), but it is limited to fixed stimulation parameters (Figure 2, 

middle). The success of the responsive neurostimulator enables it to be a platform to test 
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and implement new therapies. The responsive neurostimulator device could provide a 

platform to test optimization algorithms (such as those discussed above) to tune stimulus 

parameters to maximize effects and could be coupled to other therapeutic modalities such 

as micropumps for drug delivery or optogenetics. It also could provide a platform to test 

optimization algorithms to tune stimulus parameters to maximize effects. 

1.6.5 Physiologically adapting closed -loop neuromodulation  

Closed-loop neuromodulation generally uses fixed stimulus patterns and is not yet 

adapted to the patient. Therapeutic efficacy may be improved by providing therapy 

modulated by physiologic activity of the patient. Closed-loop methods that adjust the 

timing of stimulation based on measured physiologic activity (Ward et al., 2014) have 

been proposed for treatment of tremor but have not yet been applied to epilepsy. This 

may be for several reasons including that seizures are changing so rapidly that it is 

difficult to have a clear signal upon which to determine the stimulation timing. To 

develop an optimal control algorithm, a model of the activity and response to stimulation 

must be made, for which a controller can be designed (e.g., a firing rate model of 

different neuronal populations involved in the seizure focus). Once a model is fit to the 

data and a control objective is defined, there are several approaches to designing optimal 

control algorithms. For linear and time invariant systems, there are well-developed 

engineering tools for designing closed-loop controllers (Ogata, 2010). Because EEG 

changes on a second-by-second basis, new adaptive nonlinear controllers need to be 

developed. Dynamic programming is a general approach to finding an optimal solution to 
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a control problem (Bellman and Rand Corporation, 1957). Dynamic programming has 

been used to design optimal stimulus waveforms to minimize energy while maximally 

perturbing neuronal spikes (Nabi et al., 2013b). However, for systems with more than a 

few parameters, this approach becomes intractably difficult to solve. Therefore, there is a 

great need to develop minimalist models that describe the pathologic activity that can be 

used in control design algorithms. 

1.6.6 Novel therapies  

Aside from direct electrical stimulation strategies discussed above, other closed-loop 

approaches should be explored. For example, noninvasive closed-loop neuromodulation 

technologies using EEG biofeedback have also shown promising results in controlling 

seizures (Sterman, 2000; Nagai et al., 2004; Tan et al., 2009). EEG biofeedback, or 

neurofeedback, modulates EEG activity at specific bandwidths through means of operant 

conditioning. With these promising results, and because it is noninvasive, neurofeedback 

should be investigated further. 

 Closed-loop approaches have been applied to other therapeutic modalities as well. 

For example, on-demand transcranial–electrical stimulation has been shown to terminate 

absence seizures in a rodent model (Berenyi et al., 2012). Focal cooling has long been 

used by surgeons to stop seizures during surgery (Rothman et al., 2005) and has been 

shown to be effective in a rodent seizure model (Hill et al., 2000; Yang and Rothman, 

2001; Yang et al., 2003; Yang et al., 2006) and suppresses tumor-related epileptic 

discharges (Karkar et al., 2002). Design of new implantable cooling therapy devices in 
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humans would therefore be of a great interest for refractory focal epilepsies (Smyth and 

Rothman, 2011). Caged drugs that can be uncaged optically on demand (Rothman et al., 

2007) and optogenetic approaches have also shown promising results in seizure control 

but have not yet been tested in humans. 
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Chapter 2  $ÅÔÅÒÍÉÎÉÎÇ ÏÐÔÉÍÁÌ ÄÅÅÐ ÂÒÁÉÎ ÔÁÒÇÅÔÓ ÆÏÒ 

ÓÅÉÚÕÒÅ ÃÏÎÔÒÏÌ   
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2.1 Introduction  

Recent clinical trials have tested the efficacy of electrical stimulation of the superior 

anterior nucleus of the thalamus (SANTE) for seizure suppression.  While stimulation in 

this area was effective for some patients, it was not for others (Fisher et al., 2010).  New 

stimulation sites may provide alternative targets for these patients.  Stimulation targets 

may be divided into grey matter targets and white matter tracts. Grey matter targets are 

functionally distinct units of cells that are often a node in a larger network. In this 

chapter, we will first discuss the Endopiriform Nucleus (ENc) as a potential deep brain 

grey matter target for seizure control. White matter tracts have regions have diffuse 

activation over areas they connect. Stimulation of axonal fibers drive strong 

depolarization events at target cell body regions. The second deep brain target we will 

use for seizure suppression is the Ventral Hippocampal Commissure (VHC). In this 

chapter, we will reproduce seizure suppression data from literature, and set up the animal 

model for all further in vivo experiments.   

2.1.1 Endopiriform Nucleus  

Electrical stimulation of the Piriform Cortex (PC) has been to shown to modulate seizure 

activity (Hoffman and Haberly, 1996; Zhu-Ge et al., 2007) presumably through its strong 

projections to the hippocampal formation, the origin of the seizures.  The ENc is located 

immediately subjacent to the PC, on the inferior surface of the rodent telencephalon, and 

at the mesial surface of the temporal stem in the human brain (see Figure 3).  In rodents, 

the ENc is the deep layer of the piriform cortex which is in the anterior ventro-lateral 
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aspect of the brain.  

 

 

Figure 3. Location of the Endopiriform Nucleus in humans. This coronal T2-weighted 

image of a healthy control subject shows the endopiriform nucleus segmentation (in 

yellow).  These images are the first to routinely detect ENc and distinguish it from 

amygdala in humans; they were acquired at the UMN CMRR’s facility which provided 

the 7 Tesla MRI with resolution of 0.2 x 0.2 mm. 

 

The ENc has dense reciprocal connections with the overlying PC, and it is likely that the 

ENc and PC act together in seizure antagonism (or promotion).  For human DBS 

electrode implantation in the ENc is expected to be much safer than implantation in the 
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PC, given the proximity of the ENc to the amygdala which is routinely implanted with 

depth electrodes for seizure recoding via a lateral approach, which avoids sites of large 

blood vessels (Ross et al., 1996), and also the proximity of the PC to the middle cerebral 

artery.    

 

Figure 4. Endopiriform Nucleus in Sprague Dawley rats. Coronal section showing the 

caudate and putamen (CuP), endopiriform nucleus (ENc) and Piriform Cortex in a rat 

brain atlas (left) and bright field image of rat brain slice (right).  

 

Other potential DBS sites have been proposed and studied experimentally or in clinical 

trials for epilepsy therapy, including the subiculum (Huang and van Luijtelaar, 2013), the 

anterior thalamic nuclei (Fisher et al., 2010), and the centro-medial thalamic nucleus 

(Good et al., 2009).  The ENc may be a more effective site for modulation of limbic 

system seizures than are these other sites; the proposed study will determine whether ENc 

stimulation can effectively reduce seizures in a chronic rodent epilepsy model.  Further 

studies would be required to compare ENc anti-seizure efficacy with that of stimulating 

other sites experimentally.  Comparative clinical trials will be necessary to determine 
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which sites for DBS are most effective in different epilepsy syndromes.    

 High frequency stimulation of the piriform cortex is known to be a good method for 

seizure induction (Sato et al., 1990) and the piriform cortex may be critically involved in 

epileptogenesis (McIntyre and Plant, 1989) initiating in the endopiriform nucleus for 

kindled seizures (Hoffman and Haberly, 1996).  The importance of the endopiriform 

nucleus in ictogenesis may be from its strong anatomical connections within the temporal 

lobe (Behan and Haberly, 1999).  In kindled animals, there is a loss of inhibitory 

interneuron functional diversity in the piriform cortex (Gavrilovici et al., 2012), which is 

indicative that this area may be affected by seizures, or may even be a seizure focus.  

Stimulation of the central piriform cortex with low frequency stimulation has been shown 

to suppress seizures in kindled animals (Zhu-Ge et al., 2007).  

 In this chapter, we will show results testing the effects of electrical stimulation of 

the ENc to modulate epileptiform activity (Figure 4). The ENc is a good anatomical 

target because it has widespread connections to the temporal lobe, is well-defined, and is 

in a relatively safe location for electrode implantation because it is far from major blood 

vessels. 

2.1.2 Ventral Hippocampal Commissure  

We will try to optimize electrical stimulation parameters applied to the ventral 

hippocampal commissure (VHC). Previous studies have shown that 1Hz VHC 

stimulation suppresses seizures (Rashid et al., 2012). The VHC is an axonal fiber tract 

that traverses both hemispheres in the rodent brain (Figure 5). The VHC innervates the 
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Ventral CA3 region of the Hippocampus.  

 

 

Figure 5. Ventral Hippocampal Commissure in Sprague Dawley rats.Top, rat brain atlas 

showing the VHC indicated by red dot. Bottom, coronal section showing placement of 

stimulation electrode (Microprobes, Inc.) into the ventral hippocampal commissure. 

 

 

The VHC is not evolutionary conserved, therefore the structure does not exist in humans. 
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In a pilot trial Koubeissi et al. tested the effect of low frequency stimulation of the human 

Dorsal Hippocampal Commissure which is located at the apex of the posterior aspect of 

the fornix. Their results show a 92% reduction in seizures in a small cohort of patients 

(Koubeissi et al., 2013). Because of the strong effects of VHC stimulation in rodents, the 

fact the results translated well to humans, and the relatively low complexity and high 

success rate of targeting the VHC in rodent surgery, we decided to use the VHC 

stimulation as the experimental model to develop closed-loop controllers.  

2.2 Methods 

2.2.1 Rodent Surgery  

We have developed an acute model of ENc stimulation in our preliminary studies.  Adult 

male Sprague-Dawley rats, weighing 350-400g, are anesthetized with inhalation 

isoflurane (4%) and then mounted in a stereotaxic frame.  Then 2% lidocaine is injected 

into the scalp, the scalp retracted, and five burr holes are made for implantation of two 

recording electrodes, two stimulating electrodes, and a nanoinjector.   

2.2.1.1 ENc experiments 

Two EEG screw electrodes are placed symmetrically over each hemisphere.  

Electroencephalogram (EEG) activity from the cortex is recorded by differential 

recording between the two sites. Two stimulating electrodes are bilaterally implanted into 

the ENc (AP +.72, L -4.4, V -7.4) (shown in Figure 2), and two recording electrodes 
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(125‘m in diameter) are inserted into the hippocampus CA1 area (AP -5.2 L -4.5, V -

3.4).   

2.2.1.2 VHC experiments 

Adult male Sprague-Dawley rats, weighing 250-350g, are anesthetized with inhalation 

isoflurane (2%) and then mounted in a stereotaxic frame.  Then 0.5% lidocaine is 

injected into the scalp, the scalp retracted, and five burr holes are made for implantation 

of one recording electrode, one stimulating electrode, and a nanoinjector, as shown in 

Figure 4. A single stimulating electrode is implanted into the Ventral Hippocampal 

Commissure (VHC, AP -1.4, L -1.2, V -2.5) (shown in Figure 5), and one recording 

electrode is inserted into the hippocampus CA1 area (AP -5.2 L -4.5, V -3.4).   

2.2.2 Seizure Model  

In all seizure experiments, we injected 0.5 µl 0f 4-aminopyridine (25 mM in artificial 

cerebrospinal fluid), in to the CA3 region of the hippocampus over 10-20 minutes. The 

full seizure state emerges following an intermediate step characterized by giant 

depolarizing events which are the LFP correlate of inter-ictal spikes recorded in the EEG. 

Our seizure model is extensively used in the lab of our collaborators (Yang and Rothman, 

2001; Yang et al., 2003) and by other groups internationally.  An example of a seizure 

recorded in CA1 is shown in Figure 6.  
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Figure 6. Seizure recorded in CA1 region of the hippocampus in an acute model of 

Epilepsy. Top: raw signal shows the seizure lasts for approximately ten seconds. Bottom: 

Spectrogram of seizure showing clear ‘chirp’ during the tonic phase.   

 

The molecule 4-AP is a neuronal potassium channel blocker. Its effects on neural 

dynamics are two-fold: first, action potentials are elongated due to slower outward flux of 

potassium ions, and second there is an increase in the basal membrane potential of 

neurons, making them more excitable.  

2.2.3 Data Acquisition  

To record EEG, for detecting seizures to determine when to deliver stimuli, we use an 

open source real-time Linux-based platform, the Real-Time eXperimental Interface 

(RTXI) (http://rtxi.org) that is very flexible for developing closed-loop experiments.  

Using this system, seizure detection was done in real-time by threshold crossing of EEG 
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using an adaptive threshold.  Once detected, the stimulus was applied at 130 Hz for 10-30 

seconds, approximately the same duration as the tonic phase observed in unstimulated 

seizures. 

2.2.4 Histology  

Following euthanasia, the brains of the rats were extracted and placed into a 4% 

Formaldehyde solution then stored in a refrigerator for 3 days. Each brain was then 

blocked into sections containing the trajectory of the electrode, and the blocked sections 

were placed in a sucrose solution overnight. Each brain section was frozen on a cryotome 

and 60-micron coronal brain slices were cut from each section. All brain slices were 

mounted onto glass slides and imaged using bright-field light microscope.  

2.3 Results 

2.3.1 Functional connection between the EN c and CA1 of the 

hippocampus.  

During surgery, evoked potentials in the hippocampus are continuously measured while 

inserting the stimulating electrode into the ENc. A significant evoked potential in the 

hippocampus is seen in the ipsilateral hippocampus when the electrode is in the ENc, as 

shown in Figure 7; this helps verify that the target has been reached. Stimulation of on 

ENc also induces an evoked potential in the contra-lateral CA1; however, the response is 

delayed because the signal needs to travel across hemispheres via intra-hemispheric 
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axonal projections.  

 

 

Figure 7. Unilateral stimulation results in bilateral evoked response in CA1 of the 

hippocampus.  

 

For all experiments the amplitude of the electrical stimulation applied to the ENc was 

determined by the minimum stimulation amplitude that evoked the maximum evoked 

potential.  

2.3.2 Open-loop stimulation of the E Nc does not suppress seizures  

We tested the efficacy of acute bilateral ENc stimulation to suppress seizures induced by 

4-AP. In all experiments, we first measured the time epoch of two spontaneous recurrent 

seizures. This time was used to determine the duration of stimulation. In the first 
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experiment, we applied open-loop low frequency stimulation (1Hz) for the duration of 

two full seizures. We found that low frequency stimulation was unable to suppress 

seizures (Figure 8).  

 

Figure 8. Bilateral low frequency stimulation of the ENu does not suppress seizures. Top, 

LFP time series recorded in dorsal CA1 of the hippocampus. Bottom, spectrogram 

showing strong broad band activity during seizures.  

 

Since, low frequency stimulation was unable to suppress seizures, we decided to increase 

the amount of energy applied to the ENc. We tested the effects of acute high-frequency 

stimulation (130Hz) bilaterally. Our results indicate that open-loop high-frequency 

stimulation is unable to suppress seizures (Figure 9).  
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Figure 9. Bilateral high frequency stimulation does not suppress seizures. Top, LFP time 

series recorded in dorsal CA1 of the hippocampus. Bottom, spectrogram showing strong 

broad band activity during seizures. 

 

It is clear from our acute experiments that neither low nor high frequency stimulation 

could suppress seizures. There are a few possible explanations for this. The ENc is not 

directly connected to CA1. It is possible that the information in the form of electrical 

stimulation transmitted via the Entorhinal Cortex is somehow dissipated before reaching 

the CA1 region. A second possible explanation for this is prolonged chronic stimulation 

of the ENc is required to effectively modulate the CA1 region. The seizure suppressive 

effects of ENc stimulation may not be evident in an acute preparation.  

2.3.3 Effects of VHC stimulation on Hippocampal Dynamics  

Simultaneous stimulation and recordings were done to determine proper placement of the 

stimulation electrode. Stimulation of the VHC results in a characteristic evoked response 
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in CA1 with approximately a 10ms delay (Figure 10). At low stimulation amplitudes, 

only a field excitatory post synaptic potential (fEPSP, or evoked potential) is seen. As the 

stimulation amplitude is increased, a population spike starts to emerge. A large 

population spike is observed at very large stimulation amplitudes. The minimum 

stimulation amplitude that results in an evoked response was used for all seizure 

suppression and closed-loop control experiments.  

 

Figure 10. Evoked response to stimulation confirms stimulation electrode placement. 

Each color corresponds to a different stimulation amplitude.  

 

Ramping the stimulation frequency from 1-120 Hz in a drug naive animal shows that 

stimulation at certain frequencies induces epileptiform activity while at others it 

suppresses activity.  Low frequency stimulation below 1 Hz and high frequency 

stimulation above 80 Hz suppresses activity, while stimulation at 16-60Hz increases 

activity, as shown in Figure 11. 
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Figure 11. Hippocampal activity as a function of frequency of stimulation of the ventral 

hippocampal commissure. Voltage trace (top) and power spectrum (bottom) show neural 

activity in hippocampus during stimulation of the ventral hippocampal commissure. 

Stimulation artifacts are removed using an adaptive FIR filter to reveal neural activity.  In 

spectrogram, time is the x-axis, frequency is the y-axis and color represents the power in 

the signal at each frequency band where reds and yellows represent high power and blues 

represent low power.  Horizontal lines in the spectrogram occur due to periodic evoked 

responses occurring at the stimulation frequency and its harmonics.  In drug naive 

animal, stimulation at low frequency decreases high frequency activity seen in the 

hippocampus, while 20-40Hz stimulation induces seizures, and is again suppressed by 

high frequency stimulation above 60Hz.   

 

 

2.3.4 Low and high frequency stimulation of the Ventral Hippocampal 

Commissure suppresses seizures  

We first tested to see if we could reproduce the results in Rashid et al (Rashid et al., 

2012). The experiment (Figure 12) was set up as such: 1) baseline measure of LFP 
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activity, 2) stimulation, and 3) after stimulation. We used a metric called suppression 

ratio (SR) to assess the efficacy of low frequency stimulation (1Hz). The SR is a measure 

of broadband LFP power during stimulation compared with baseline. During the 

stimulation phase of the experiment the SR was approximately 54% leading to strong 

suppression of LFP activity. While a seizure still occurred during stimulation, we believe 

this was because the experiment was done in an acute animal model. Prolonged 

stimulation at 1Hz would most likely lead to stronger effects as seen in Rashid et al. 

(Rashid et al., 2012).  

 

Figure 12. Low frequency stimulation of the VHC reduces suppression ratio compared to 

no stimulation. Top, baseline measurement of LFP in CA1 of the hippocampus. Middle, 

low frequency stimulation (LFS) suppresses LFP activity except for seizure at the onset 

of stimulation. Bottom, following LFS, seizure events begin to start again.  

 

We also tested the efficacy of high frequency stimulation (HFS) of the VHC to suppress 

seizures. Similarly, to the previous experiment, we measured baseline LFP activity, then 
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applied HFS, and finally measured post-stim LFP. Before stimulation, it is clear that the 

seizure frequency is high (Figure 13). HFS leads to immediate broadband LFP 

suppression. When stimulation is turned off, seizure events start up again.  

 

Figure 13. High frequency stimulation of the VHC suppresses seizures. Top, raw LFP 

trace in the experiment. Excursions from the baseline indicate seizure events. Bottom, 

spectrogram of seizure events clearly shows the broad band power distribution of 

seizures. During stimulation, all activity is suppressed to an extent. Following 

stimulation, seizure events return.  

 

Our results indicate that both low frequency and high frequency stimulation of the VHC 

has strong effects on 4-AP induced seizures. We decided to use this platform to develop 

and test closed-loop algorithms which will be presented in chapters 3 and 5.  
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2.4 Discussion 

In this chapter, we tested the efficacy of stimulating a grey matter and white matter 

region for seizure suppression. Our results were clear, low and high frequency ENc 

stimulation, could not suppress seizures in an acute seizure model. We tested both 

unilateral and bilateral stimulation, but neither had any effect on seizure frequency. While 

there is a clear functional connection between the ENc and the hippocampus, applying 

acute stimulation was not enough to suppress seizure activity.  

 We shifted our efforts to using the VHC as a target area for seizure suppression. 

Our results reflect data produced from other labs: low frequency stimulation of the VHC 

can reduce seizure frequency. In preliminary experiments, we also tested the effects of 

high frequency VHC stimulation and found that it was highly effective at suppressing 

seizures. Other brain regions, both grey matter and white matter, were targeted for seizure 

control, but ultimately the VHC was the best option for moving forward with closed-loop 

experiments which will be discussed in the following chapters.  

2.4.1 Chronic stimulation of the E Nc 

Bilateral LFS or HFS of the ENc did not suppress 4-AP induced seizures. We believe that 

the primary reason for this is because the ENc is a small nucleus that is not directly 

connected to CA1 of the hippocampus. Therefore, in order to have a strong and lasting 

effect on hippocampal dynamics, prolonged stimulation would be required. The acute 

preparation is not the appropriate experimental platform to test the effects of ENc 

stimulation for seizure control. Recently, preliminary data from Koubeissi et al., showed 
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strong seizure suppression following deep piriform cortex stimulation after two weeks. 

Their data clearly showed that the effects of deep piriform cortex stimulation did not 

manifest until after a few days.  

2.4.2 VHC-Hippocampus as a robust experimental preparation for 

closed-loop control experiments  

The VHC – Hippocampus system is a clearly delineated network. Stimulation of the 

VHC activates the ventral CA3 region of the hippocampus, and activity propagates 

throughout the hippocampus. Placing a recording electrode in dorsal CA1 separates the 

stimulation electrode from the recording electrode by approximately 4 millimeters. This 

way artifacts generated from the stimulation electrode are not as pronounced as it would 

be for direct hippocampal stimulation. Furthermore, both the VHC and the dorsal CA1 

are well defined deep brain targets that are good stereotaxic targets. The surgical 

approach is simple and feasible which increases the chances of having successful 

experiments. This platform is ideal for developing and testing closed-loop algorithms 

because the anatomical regions do not vary much from animal to animal and because 

inputs to the hippocampus from the VHC are direct.  
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Chapter 3  2ÅÁÌ-ÔÉÍÅ ÓÔÉÍÕÌÕÓ ÁÒÔÉÆÁÃÔ ÒÅÍÏÖÁÌ ÆÏÒ ÃÌÏÓÅÄ-

ÌÏÏÐ ÅÌÅÃÔÒÉÃÁÌ ÂÒÁÉÎ ÓÔÉÍÕÌÁÔÉÏÎ 

*Excerpts, including text and figures from (Mendrela et al., 2016) have been included in 

this chapter.  
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3.1 Introduction  

Neuromodulation therapies have been developed to treat many different neurological 

diseases including Parkinson’s disease (Krack et al., 1997), epilepsy (Fisher et al., 2010; 

Morrell and Group, 2011), stroke (Edwardson et al., 2013). Recently, there is increased 

interest in developing adaptive therapies that optimize stimulation parameters to 

maximize the therapeutic outcome (Nagaraj et al., 2016). New implantable hardware 

technologies can simultaneously record while delivering electrical stimulation. Closed-

loop adaptive therapies are under development that measure a biomarker of the disease 

and adjust stimulation parameters to minimize a biomarker automatically (Little et al., 

2013). 

 Closed-loop neuromodulation requires continuous feature/biomarker detection for 

precise therapy administration. With electrical and magnetic therapies, the stimulation 

pulses interfere with the recording amplifiers. It is difficult to simultaneously assess 

biomarkers while delivering high frequency therapies, therefore it is necessary to remove 

stimulation artifacts. While there are many stimulus artifact removal methods there is 

little research directly comparing the efficacy and efficiency of each filter.  In this 

chapter, we will review and compare methods of stimulus artifact removal, with 

particular emphasis on methods that can be implemented in real-time on a low powered 

implantable device.  

 Stimulation artifacts recorded on implanted depth electrodes, electrocorticogram 

(ECoG), or electroencephalogram (EEG) arrays occur following transient stimulation 



 

              38 

using current, voltage, or magnetic waveforms within a conductive medium. The industry 

standard is to blank the stimulus artifact by holding the electrode potential to zero values 

during a stimulation epoch (Frei et al., 2007). If the stimulus amplitude or electrode 

impedance is very high, recovery from the artifact can be much longer than the stimulus 

itself. Blanking methods can prevent the amplifiers from railing allowing the signal to be 

recovered faster. As long as the stimulus artifact duration does not change, this method is 

very effective, but it comes at a cost of losing all information during the stimulation 

window.  

 If the stimulus artifact does not saturate the amplifiers, the stimulus artifact 

waveform can be subtracted from the signal to recover the underlying neuronal signal. 

Stimulus artifacts are patient or subject specific, due to the subtleties of the electrode 

geometry and of the orientation of the stimulus electrode to the recording electrode, 

therefore the stimulus artifact must be fit to each recording. If the stimulus artifact is 

stereotypic within an experiment, a template removal method, where an average 

stimulation waveform is estimated and subtracted during each stimulation epoch 

(Hashimoto et al., 2002), is very effective, as long as the stimulation waveform does not 

change.  

 Comb filters subtract the signal recorded from the last stimulus input from the 

current stimulus response. In a way, this is an adaptive filter that only remembers the last 

response. Adaptive Finite Impulse Response (FIR) filters fit the filter coefficients 

stimulation artifacts on-line to recover underlying neuronal signals (Mendrela et al., 
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2016). These adaptive filters fit filter coefficients using a least-squares algorithm to 

minimize the prediction error of the recorded signal. Adaptive filters require no a priori 

knowledge about the stimulus artifact waveform and are more robust to changes in 

stimulus artifacts during the experiments. Adaptive filters are computationally only a 

little more intensive than a standard FIR filter and are efficient enough to be implemented 

in an implantable device.  

 A Kalman filter can be used to remove stimulus artifacts. It requires developing a 

computational model of the stimulus artifact and the neuronal signal. It is more 

computationally intensive, but has the further advantage that it can be used to remove 

measurement noise from the measured signal and estimate the true state of the LFP. 

 In this chapter, we will compare the efficacy of time-invariant and time-varying 

filters in removing stimulation artifacts without introducing new artifacts. We test five 

different filters for real-time stimulus artifact removal: blanking, comb, template, 

adaptive FIR, and Kalman. The efficacy of each stimulation artifact removal algorithm 

will be tested on a computational model, where the underlying signal and stimulus 

artifacts are known. To simulate neuronal activity, we used a stochastic oscillator which 

produces a time series that qualitatively resembles local field potential activity. 

Stimulation artifacts were generated by band pass filtering a rectangular biphasic 

waveform while non-stationarities were simulated by changing the stimulus artifact twice 

during the simulation. Finally, we demonstrate the filters on a sample recording from in 

vivo rat hippocampal recording while applying electrical stimulation, and we will show 
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results using a bidirectional neural interface hardware that removes stimulation artifacts 

in real-time.   

3.2 Methods: Digital Implementation  

A stimulation artifact removal filter estimates the underlying neuronal signal, preserving 

it, while removing the stimulation artifact. Accurate estimation, however, is needed to 

enable a closed-loop control scheme to optimize stimulation waveform removal. Figure 

14 shows a canonical closed-loop control scheme for DBS with stimulus artifact removal. 

 

Figure 14. Block diagram of closed-loop Deep Brain Stimulation system with stimulus 

artifact removal. Top, the neural system consists of the Wobble Oscillator with process 

noise ή resulting in the true LFP output ὒὊὖ . The addition of  measurement noise, 

ύ, is the output of the neural system ὒὊὖ . Stimulation command ό leads to a 

delayed evoked response in the neural system. Bottom, neural system in a closed-loop 

control scheme. When a stimulation pulse is applied (ό , the stimulation artifact 

waveform is added to the neural signal, and  ό elicits a delayed evoked response in the 

Neural System. The timing of each stimulation ό is sent to the Filter. Measured signals 

from the dynamic system are filtered using a stimulation artifact removal algorithm. The 

fi ltered signals can be sent to a controller to determine the appropriate input to the 

system. 

 

 The stimulus results in a modulation of the neural response, as well as an artifact in 

the measured signal. The stimulus artifact is caused by the electrode response and the 
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hardware filters. We modeled the stimulation artifact as additive and non-stationary in 

amplitude for the simulation. Our motivation for using non-stationary artifacts was to 

simulate changes in artifacts during an experiment that could be caused by shifting of the 

electrodes, accumulation of the glial scar tissue around the electrode, or damage to the 

electrode.  

 In general, we estimate the underlying neural system response to stimulus input 

from the ὒὊὖ  signal by subtracting a filtered version of the stimulus input όὸ: 

ὒὊὖ ὸ ὒὊὖ ὸ ὊὭὰὸὩὶόὸ        (3.1) 

 The estimation error is the difference between the actual LFP response and the 

estimated response: 

ὒὊὖ ὸ ὒὊὖ ὸ ὒὊὖ ὸ       (3.2) 

3.2.1 Stimulation artifact removal methods  

Blanking with linear interpolation 

 Blanking is a filtering technique that simply removes the data, for a pre-determined 

time window, during each stimulation pulse. The technique is often implemented in 

hardware where the filter prevents the stimulation artifact from saturating the amplifier 

by grounding the recording electrode and digitally holding the signal until the amplifier 

has recovered. If the stimulation artifacts are being removed offline, then the signal can 

be linearly interpolated between the voltage measured at the onset and offset of the 

blanking window. The formula for this technique is as follows: 
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ὒὊὖ ὸ  
ὒὊὖὸ    ȟὭὪ ὸ ὅόὶὶ ὛὸὭά ὝὭάὩὄὰὥὲὯὭὲὫ ύὭὨέύ

ὒὊὖὸȟέὸὬὩὶύὭίὩ
 

              (3.3) 

The advantage of this technique is that the amplifier gain can be set to match the neural 

signal and blanking the stimulus artifact when the amplifier would be saturated. 

Additionally, this technique is both computationally and memory efficient. A drawback 

with this technique is that the neural signal is lost during the blanking window. 

Comb filter 

 The comb filter is a time-varying filter that subtracts the previous stimulation 

artifact from the current stimulation artifact. The formula for this technique, for a 

recording with constant ISI is as follows:  

ὒὊὖ ὸ ὒὊὖ ὸ ὒὊὖ ὸ †      (3.4) 

 This technique works best if the inter-stimulation interval (ISI) is fixed. The comb 

filter effectively cancels common sources between stimulation artifacts while also 

adapting rapidly, delayed by one stimulation pulse, to changes in the stimulation artifact 

shape. This filter is computationally efficient. However, the algorithm may require a 

significant amount of memory may be required if the ISI is long. Another problem is that 

subtraction of the delayed signal from the current sample corrupts the data between 

stimulation pulses. If the ISI is not fixed this filter can be adapted to use the response 

from the last stimulus pulse, decayed over time with time constant τ: 

ὒὊὖ ὸ ὒὊὖ ὸ ὒὊὖ ὸ ὸ   ὸ   †z (3.5)

 This formulation makes the memory requirement dependent only on the length of 
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the artifact, not the time between artifacts, but at the cost of additional operations. 

Regardless of the formulation of this filter it has difficulties with overlapping stimulus 

artifacts. In high-frequency stimulation paradigms, this may be impossible to avoid and 

will result in decreased accuracy. 

Template filter 

 Unlike the comb filter, which uses the previous stimulation artifact, the template 

filter subtracts an averaged stimulation artifact:   

ὝὩάὴὰὥὸὩὯ  В ὒὊὖ ίὸὭάὭ Ὧ      (3.6) 

where ὔ is the length of the stimulation artifact template. At each stimulus onset, this 

Template then subtracted at each stimulation time.  

ὒὊὖ В ὒὊὖ ίὸὭάὭḊὯ ὝὩάὴὰὥὸὩὯ     (3.7) 

 Given the estimated stimulation artifact is averaged over many stimulation pulses, 

this filter will result in an accurate estimate of the artifact. If  the stimulus artifact does not 

change, the template removal is very good at recovering the underlying signal. However, 

if the stimulation artifact changes then the template will introduce errors.  

Optimal Filters 

 Optimal filters seek to minimize the difference between the filtered signal and the 

true signal. Optimal filter coefficients can be calculated, analytically, by solving a set of 

linear equations known as the Weiner-Hopf equations (Hayes, 2009). However, for time-

invariant systems a recursive coefficient estimation method can be implemented. We will 

discuss and test two optimal filters, the Adaptive FIR filter and the Linear Kalman Filter. 
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Adaptive FIR filter 

 The adaptive FIR filter uses a Least-Mean Squares algorithm to optimize filter 

coefficients to minimize prediction errors (Haykin and Widrow, 2003). The FIR filters 

the history stimulus waveform using a set of coefficients ύ 

ὓὃ ὸ В ύὭ όzὸ Ὥ        (3.8) 

ὒὊὖ ὸ ὒὊὖ ὓὃ ὸ        (3.9) 

 The Least-Mean Squares algorithm updates the coefficients to minimize the cleaned 

signal: 

ύὭ ύὭ ‘z ὒὊὖ ὸ  zόὸ Ὥ       (3.10) 

Where ‘ determines the learning rate of the filter. The advantage of the adaptive FIR 

filter is that it requires no apriori knowledge about the stimulus artifact, except the 

approximate duration of the stimulus artifact to determine the order of the filter Ὧ. In fact, 

if  the input waveform is just 1’s and 0’s, to indicate onset of stimulus times, this method 

is just a running average of the stimulus artifacts. This method generalizes well to any 

arbitrary stimulus input, provided the response is linear. The smaller ‘ is the longer the 

average and the slower the filter will adapt. Selecting ‘ is a bit tricky because it depends 

on the size of the signals being measured. If ‘ is too large, then the filter can become 

unstable. The higher the model order, the more computational time and memory is 

needed. However, this is a relatively efficient filter. If the input consists of only 0’s and 

1’s, then ὒὊὖ ὸ ὒὊὖ ὸ for any signal beyond the order of the filter after 
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each stimulus. Like the template, this method will not distort the signal between stimulus 

pulses. However, it is necessary to make the order high enough to assure that the stimulus 

response has returned to zero or there will be a discontinuity in the filtered signal at k 

points after each stimulus pulse.  

Kalman Filter 

 The three previous techniques simply subtract a stimulation artifact estimation to 

remove the stimulation artifact. The Kalman Filter finds an optimal weighting for raw 

data and model predictions to make the best estimate of the underlying neuronal signal. 

This method requires a priori knowledge of the stimulation artifact and LFP dynamics, 

therefore two different models need to be determined. Assuming that the response is 

linear and time-invariant (LTI) we can use the Ho-Kalman subspace system identification 

algorithm (Miller and de Callafon, 2012) to estimate a model of both the stimulation 

artifact and the LFP dynamics. The Ho-Kalman algorithm is detailed in Appendix C.  

 The Kalman Filter assimilates model predictions with observed data. The first step 

in designing the Kalman Filter is to establish the dynamical systems model: 

ὼὸ ρ ὃὼὸ ὄόὸ ύὸ        (3.11) 

ώὸ ὅὼὸ Ὀόὸ ὺὸ 

 Where, ὃ, ὄ, ὅ are block-matrices that contain the coefficients for both the evoked 

response and stimulation artifact models.  

ὃ  
ὃ π
π ὃ

, ὄ  
ὄ
ὄ

, C = ὅ ὅ , and Ὀͯ π     (3.12) 

Where ὃ ᶰὙ , ὃ ᶰὙ , ὄᶰὙ  , and ὅᶰὙ  
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 To estimate the LFP during the stimulation artifact we used the dot product of only 

the coefficients pertaining to the evoked response model: 

ὒὊὖ ὅρȡὔ ὼz ρȡὔ Ὀ όz       (3.13) 

where ὔ is the order of the evoked response model. Because we are interested in only the 

prediction of the LFP and not the stimulation artifact, the output for the state space 

system reflects only the coefficients and states pertaining to the evoked response model.  

The complete Linear Kalman Filter is as follows:  

The first step is to predict the output ώὸ  of the model  

ώὸ ὅὼὸ Ὀόὸ ὺὸ         (3.14) 

where ὼὸ is the apriori estimate of the state of the system. 

The Kalman gain ὑ  is calculated using the apriori estimate of the system state 

covariance matrix ὖ  and the measurement noise Ὑ. 

ὑὸ ὖ ὸὅὅὖ ὸὅ Ὑ          (3.15) 

During the state update step, the Kalman gain determines how much emphasis needs to 

be placed on the difference between the predicted model output and the raw data. 

ὼὸ ὼ ὸ ὑὸώὸ ὒὊὖ         (3.16) 

Similarly, the state covariance matrix is updated as follows: 

ὖὸ Ὅ ὑὅὖ ὸ           (3.17) 

Lastly, time update equations for the states and covariance matrix are:  

ὖᴂὸ ρ ὃὖὸὃ ὠ          (3.18) 

ὼ ὸ ρ ὃὼὸ ὄόὸ 
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3.2.2 Computational model and simulations  

We used a stochastic damped oscillator model to produce time series data with 

characteristics similar to neural local field potential activity. Stimulation artifacts are 

modeled as band-pass filtered rectangular biphasic waveform with cutoff frequencies of 1 

Hz and 500 Hz. The response to stimulation is modeled as a ‌ function, and was injected 

into the input variable of the model. Sustained (pink) noise is injected into the model, 

for all simulations, to model measurement noise.  

The formulation of the computational model is as follows:  

ώὲ ὼὲ ὥὼὲ ρ ςὥώὲ ρÃÏÓύὲ ὥώὲ ς  ‒ὲ 

              (3.19) 

where ώὲ is the simulated time series data, ὼὲ is the input response to stimulation, a 

is the damping coefficient, ύ is the mean reverting angular frequency of the oscillator 

determined by an Ornstein-Uhlenbeck process, and ‒ is the measurement noise. We 

tested the efficacy of each algorithm to remove stimulation artifacts from periodic and 

random stimulation. The large range of ISIs that are possible with random stimulation 

tests whether the algorithm can remove artifacts without removing features of the system 

response. To determine the efficacy of each algorithm we compared the filtered signal 

with the true neural signal (without measurement noise ‒) and the raw neural signal (with 

measurement noise).  

All simulations and analysis were completed in Matlab 2016a. The time step of 

the model used was 0.1 ms. Power spectral density (PSD) was estimated using the Welch 
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method (pwelch function in Matlab) and spectrogram was estimated using a Hamming 

window of 512 samples with an overlap of 256 samples (spectrogram function in 

Matlab). 

3.2.3 Experimental methods  

We also tested the stimulation artifact removal algorithms on experimental data recorded 

from anesthetized rats. Experimental protocols are described in chapter 2 section 2.2.1.2. 

Male Sprague-Dawley rats weighing 225-300g were used for all experiments. Animals 

were anesthetized using 1.5-2% Isoflurane. A bipolar stimulation electrode from FHC Inc 

(CBASC75). was stereotaxically placed into the Ventral Hippocampal Commissure.  

  LFP was amplified using a Grass P15 amplifier. Data was digitized using a PCIe 

6950 National Instruments digital acquisition card at 5k Hz. Data was recorded use an 

open source real-time Linux-based platform, the Real-Time eXperimental Interface 

(RTXI) (http://rtxi.org) that is very flexible for developing closed-loop experiments 

(Netoff et al., 2005; Miranda-Domínguez et al., 2010; Stigen et al., 2011). It consists of a 

computer running real-time Linux interfaced to the recording and stimulation amplifiers. 

Biphasic rectangular waveforms were generated using a custom built module in RTXI 

and output through the DAQ card to an A-M Systems Model 2200 Stimulus Isolation 

Unit. Stimulation amplitude for all experiments was at 500uA.   

http://rtxi.org/
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3.3 Results: Digital Implementation  

3.3.1 Real time stimulation artifact removal in a computational model  

Here we test the efficiency and accuracy of five different algorithms for digitally 

removing stimulation artifacts. We first test artifact removal in a simulated LFP recording 

with known neuronal response and stimulation artifact and the error between the 

estimated neural signal and the actual signal can be measured. To simulate the LFP we 

use a stochastic process to generate signals we call a “Wobble Oscillator” to which we 

added a dynamic input, to simulated the neuronal response, a stimulus artifact and 

measurement noise. The stimulus artifact model was changed midway through the 

modeled experiment to simulate non-stationarities of the recording system. We applied 

periodic stimulation and a Poisson train. We test stimulation artifact removal by: 

blanking, comb filter, template, adaptive FIR, and Kalman filter. The inter-stimulus 

interval ὍὛὍ in Poisson stimulation is random which results in some pulses landing during 

the evoked response of the system. We used Poisson stimulation to ascertain the efficacy 

of each algorithm in removing the algorithm while minimizing loss of neural information 

from the evoked response. Figure 15 shows examples of each stimulation artifact removal 

algorithm following Poisson stimulation in the computational model. 
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Figure 15. Example traces of stimulation artifact removal filters during two situations: 

non-interfering stimulation artifact (Left) and interfering stimulation artifact (Right). The 

high frequency deviations in the neural signal are a result of the added measurement 

noise ‒. The noisy data with stimulation artifacts are indicated by the red traces. Filtered 

data are color coated by the type of filter that was used.  

 

Non-interfering stimulation artifacts are removed with all filters while interfering 

stimulation artifacts best removed with the Adaptive FIR and Kalman filters. Presence of 

the stimulation artifacts still occur with the Template filter while the Comb filter sees the 

propagation of error in neural signal recovery. 

3.3.1.1 Spectral Analysis 

We calculated power spectral density (PSD) estimates using Matlab’s pwelch to get the 

average spectral response following stimulation artifact removal. The sharp peak at 

approximately 100 Hz in Figure 16 corresponds to the evoked responses. The effect of 

the stimulation artifact is clear in the unfiltered PSD. There is a strong departure from the 
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clean PSD between 100 Hz and 1700 Hz. All  the filters reduce the spectral artifact; 

however, only the template filtering method recovers the clean PSD completely for both 

periodic and Poisson stimulation. 

 

Figure 16. Power spectral density estimates for Poisson stimulation. The clean signal 

corresponds to the output of the computational model without measurement noise ‒. The 

Unfiltered signal contains both measurement noise and the stimulation artifact. Outputs 

for each filter are indicated by the different color PSD estimates.  

 

The template, FIR, and Kalman filters reduced the power between 200 and 1000Hz 

towards the clean signal the best when compared with the clean signal PSD (Figure 16). 

Both the comb and template filters reduces the power within that frequency range, the 

bump within the frequency range is still present indicating that part of the stimulation 

artifact is still present. One item of note is that while the blanking filter successfully 

removes the stimulation artifact, it also introduces strong low frequency power. This is 

most likely due to the sample-and-hold policy over the duration of the stimulation 

artifact. When considering the appropriate stimulation, artifact removing filter for a given 
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application it is imperative to makes sure the filter does not produce artifacts while 

removing the stimulation artifact. 

3.3.1.2 Performance Measures 

To measure how well each filter removed the stimulation artifact while preserving the 

neural signal, we calculated the root mean squared error (RMSE). The RMSE calculated 

was the residual between the true signal ὒὊὖ  and the filtered signal ὒὊὖ . Our 

motivation for calculating RMSE between the true signal and filtered signal was because 

the purpose of Kalman Filter is to extract the true state of the system. Optimal state 

estimation via Kalman Filtering is an integral component in Optimal Control algorithms 

(Friedland, 2012; Kirk, 2012), therefore the ability to do stimulation artifact removal and 

state estimation simultaneously is imperative for some control applications. 
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\ 

Figure 17. Mean RMSE across 10 simulations of the Wobble Oscillator and 95% 

confidence intervals. Stimulation paradigms are identified by the color and orientation of 

the triangle data points. RMSE value between the true signal ὒὊὖ  and the filtered 

signal ὒὊὖ  across five different filters.  

 

 Our results indicate that the Kalman Filter outperforms all other filters when 

comparing the true LFP with the filtered LFP. This makes sense because the Kalman 

Filter is the only method designed to recover the true state. The Kalman Filter is robust to 

the type of stimulation paradigm and non-stationarities in the stimulation artifact 

amplitude, and therefore confers a low RMSE value for the true signal comparison. The 
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adaptive FIR filter comes in second place in performance across stimulation methods, 

and has a much lower computational cost than the Kalman Filter. However; the adaptive 

FIR filter is not designed to extract state information, and therefore cannot be used for 

Optimal Control algorithms.   

 An important consideration of algorithm performance with regards to hardware 

implementation is the computational cost of the calculations. We measured the 

performance time for each algorithm using an Intel i7 processor with 12GB RAM on a 

Windows 7 OS (Figure 18). The Kalman Filter was the most sophisticated algorithm 

tested, and its complexity is reflected in the highest computational cost. The template and 

blanking filters have the lowest cost because the methods use only simple calculations. 

Additionally, the computational cost of the adaptive FIR maybe low enough to be 

implemented in DBS device technologies. A summary of the performance of each 

algorithm and recommendations are provided in Table 1. In order to simplify our 

recommendations we used a scale (Low, Medium, and High) to indicate performance and 

complexity of each filter.  



 

              55 

 

Figure 18. Computational cost for each algorithm averaged over 50 simulations including 

both periodic and Poisson time stimulation. Comb is the second fastest filter, but has the 

largest RMSE of all the filters. Template algorithm performs the quickest, but a template 

needs to be determined prior to running the filter. FIR takes the approximately the same 

amount of time to run, however, both have lower RMSE values than a comb filter and, 

occasionally, the template filter along with not requiring a template of the stimulus 

artifact prior to running the filter..  Kalman takes the longest to run but has a similar 

RMSE value as the FIR and IIR filters. 

 

 

Table 1. Summary of Stimulation Artifact Filter Performance 
 

 

Blanking Comb Filter Template FIR  Kalman 

RMSE (Stationary) High High Medium Medium Low 

RMSE  

(Non-stationary) 

High High High Medium Low 

Computational Cost Medium Medium Low Medium High 
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3.3.2 Offline implementation using In vivo data  

We tested the efficacy of each filter in vivo. Biphaic pulses were applied in 

periodic fashion to the VHC and fEPSP’s were measured in CA1 of the Hippocampus. 

Our results show that the Kalman Filter provides the greatest reduction in signal 

corruption from the stimulation artifact (Figure 19, right). The effects of the filter is more 

clearly seen in the spectrogram (Figure 19, left). The raw signal is contaminated with 

strong bands corresponding to the 100Hz stimulation and harmonics. All filters can 

reduce the stimulation artifact to an extent; however, the blanking, comb, and template 

filters are unable to remove the entire artifact as indicated by the light band at 100Hz. 

The adaptive FIR performs poorly at first due to the learning process. Eventually, the FIR 

filter learns the model for the stimulation artifact and removes majority of the artifact.  

 

Figure 19. Efficacy of different stimulation artifact filters following periodic stimulation 

in vivo. Left, spectrogram showing the evolution of the frequency content in the signal as 

a function of time. Lighter colors indicate higher power in the frequency band. Right, 
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PSD using data following the red dotted line in the spectrogram. The outputs for each 

filter are color coded.  

 

3.4 Methods: Analog Implementation  

3.4.1 Bidirectional neural interface for real -time stimulation artifact 

removal  

 Stimulus artifacts can be removed in real-time after digitizing the data, but 

collaborators of ours also developed a stimulus artifact filter that filters the data prior to 

digitization. In this section, we will also show the results from our collaboration with an 

engineering group from the University of Michigan testing the efficacy of a novel neural 

interface in removing stimulation artifacts in vivo. The device implemented the Adaptive 

FIR filter using a field programmable gate array (FPGA) that was programmed using 

LabView. Filter parameters and coefficient updates were executed digitally whereas the 

real-time signal subtraction step was performed prior to signal digitization. This method 

is superior to pure digital implementation because it can remove stimulation artifacts that 

can saturate amplifiers during the digitization step. The full details of the hardware 

implementation can be found in (Mendrela et al., 2016).  

3.4.2 Experimental method s 

 Animal experimental protocols are described in chapter 2 section 2.2.1.2 and 

in Chapter 3 section 3.2.3. We used LabVIEW software for all data acquisition, 

stimulation, and FPGA device programming. Biphasic waveforms were used for all 
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stimulation experiments. In the naïve animal, we used 12Hz stimulation, and in the 

seizure model we used 120Hz stimulation.  

3.5 Results: Analog Implementation  

 In a separate study, we used a bidirectional neural interface with a field 

programmable gate array (FPGA) to implement the Adaptive FIR filter for real-time 

stimulation artifact removal in vivo. Stimulation was applied to the VHC at 12Hz. Our 

results show that an Adaptive FIR filter implemented in hardware can successfully 

remove stimulation artifacts prior to digitization (Figure 20). The stimulation artifact 

magnitude is highest at the beginning of stimulation but eventually decreases as the 

model of the stimulation artifact begins to capture the real artifact waveform. Total 

learning time in this example was approximately 15s. This is because the learning rate 

was set fairly low, increasing the learning rate would decrease convergence time.  
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Figure 20. Real-time stimulation artifact removal using a bidirectional neural interface. 

Top, LFP hippocampal recording showing high amplitude stimulation artifacts that 

subside as the Adaptive FIR learns the stimulation artifact model. Insets show the 

magnitude of the stimulation artifact before learning (left) and after learning (right). 

Middle, stimulation command indicates when the stimulation is being applied. Bottom, 

time frequency representation of the LFP. During stimulation there strong signal 

corruption across frequency bands. After learning, the power in the higher frequencies 

diminishes reflecting the removal of the stimulation artifact.  

 

 In another experiment we tested whether the Adaptive FIR filter could remove 

stimulation artifacts during a seizure. In this experiment, seizures were induced using the 

protocol described in Chapter 2 section 2.2.2. Without filtering, the stimulation artifact 

occludes the LFP trace and most of the seizure (Figure 21, left). The corruption of the 

artifact is clearly visible in the spectrogram as well at approximately 120Hz which 

corresponds to the stimulation frequency in the experiment. In another seizure, we turned 

on the filter and within 5 seconds, the Adaptive FIR removed the stimulation artifacts 

(Figure 21, right). Some artifacts leak through during the learning process (10-13 
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seconds) and this is reflected in the strong broadband frequency power in the 

spectrogram. Our results show that the Adaptive FIR is robust to non-stationarites in the 

LFP like seizures: it can remove the artifact noise while preserving the time domain and 

spectral features of seizures. 

 

 

Figure 21. Seizures with and without stimulation artifact removal using Adaptive FIR 

filter. Top figures, raw LFP data from the rat hippocampus. Middle, stimulation 

command signal indicates when the pulse is administered. Bottom, spectrogram showing 

stimulation artifact corruption at specific frequency bands. 

 

3.6 Discussion 

We examined the efficacy of five different algorithms to remove stimulation 

artifacts in a computational model and in vivo data. Our results indicate that the optimal 
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filter for DBS artifact removal is dependent on four key factors: 1) the stimulation 

protocol (i.e. deterministic vs. random stimulation), 2) robustness of the hardware being 

used (stationary or non-stationary artifacts), 3) ease of implementation and complexity of 

the filter, and 4) computational cost of the filter. Our results showed that the adaptive FIR 

and Kalman Filters had the lowest error rates. If the researcher is interested in a low 

complexity filter, then the Adaptive FIR filter is the best tool. If stimulation artifact 

removal is one component of a sophisticated control scheme that requires accurate state 

estimation, then a Kalman Filter may be more appropriate. Additionally, if the algorithm 

needs to be implemented in hardware with size and memory limitations then it may be 

preferable to use the Adaptive FIR over the Kalman Filter. In the case where ease of 

implementation is far more important than performance then Template or Blanking filters 

could be used. Comb filters should not be used for most applications unless the 

stimulation paradigm is periodic in nature.  

The Adaptive FIR filter is used widely in many engineering applications. In this 

chapter, we presented data using this filter in a bidirectional neural interface. The 

simplicity of the Adaptive FIR and medium computational cost makes it amenable to 

implementation in an embedded device. The ability to remove the stimulation artifact 

prior to digitization is very important. High impedance electrodes and short distances 

between the stimulation and recording channels can lead to very large stimulation 

artifacts. If the amplifier is saturated, then it is impossible to accurately build a model of 

the stimulation artifact in the digital space. Our data shows that by using an FPGA we 
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can tune an Adaptive FIR filter in discrete time to remove stimulation artifacts in 

continuous time. Furthermore, the results provide a proof-of-concept in using adaptive 

filters to remove stimulation artifacts in real-time using a neural interface. Next 

generation technologies from medical device companies should implement these methods 

within the device hardware.  

The use of Optimal Control theory in neuroscience applications has increased 

over the last few years (Shanechi et al. 2016; Shanechi et al. 2013; Yeo et al. 2016). A 

key assumption in optimal control is that there is continuous reliable state estimation of 

the system that needs to be controlled. System states are typically estimated using a 

Linear Kalman Filter, but other variants are available for more complex and non-linear 

time series. The Kalman Filter stimulation artifact removal algorithm can accomplish two 

things at once: remove stimulation artifacts while estimating system states in real-time. 

Controllers can be designed around this approach, reducing the likelihood of state 

estimation errors. Ultimately, the choice of which stimulation artifact removal algorithm 

to use is at the discretion of the experimenter or clinician. This chapter clearly presents 

the advantages and disadvantages for each method in an effort to facilitate the use of 

closed-loop algorithms for neuromodulation.  

 



 

              63 

Chapter 4  /ÐÔÉÍÉÚÁÔÉÏÎ ÏÆ ÓÔÉÍÕÌÁÔÉÏÎ ÐÁÒÁÍÅÔÅÒÓ ÆÏÒ 

ÓÅÉÚÕÒÅ ÃÏÎÔÒÏÌ ÕÓÉÎÇ ÍÏÄÅÌ-ÆÒÅÅ ÒÅÉÎÆÏÒÃÅÍÅÎÔ ÌÅÁÒÎÉÎÇ 

*Excerpts, including text and figures from (Nagaraj et al., 2016) have been included in 

this chapter.  
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4.1 Introduction  

 Limitations of current DBS methods include a large parameter space and highly 

variable patient response over time. While current state-of-the-art technologies are 

effective in controlling seizures for some patients, there is still a need for improvement. 

To address these limitations many groups have made advances in closed-loop 

neuromodulation. Closed-loop feedback for seizure control has been tested using three 

different methodologies. First, the neural signal is used to determine when to apply a 

stimulus. Stimulus administration in response to seizure onset has successfully 

suppressed seizures using electrical stimulation (Bikson et al., 2001; Schiller and 

Bankirer, 2007; Good et al., 2009; Nelson et al., 2011) and optogenetic inhibition 

(Krook-Magnuson et al., 2013). Secondly, feedback can be used for stimulus 

optimization over trials in order to maximize the therapeutic effect.  Machine-learning 

algorithms have been used to optimize stimulus parameters by measuring the efficacy of 

different stimuli and their effects on seizure duration and frequency (Panuccio et al., 

2013). Lastly, closed-loop feedback can lead to the modulation of a stimulus parameter in 

real-time based on physiological measures. Seizures have been suppressed by modulating 

DC fields proportionally to the activity measured (Gluckman et al., 2001) and by 

applying precisely timed transcranial electrical current stimulation at certain phases of 

spike-and-wave ictal behavior (Berenyi et al., 2012). 

 We propose that a reinforcement learning algorithm that is constantly vigilant and 

can detect subtle changes in therapeutic efficacy may result in better patient outcomes. 
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Furthermore, a reinforcement learning algorithm may be able to detect changes in the 

patient’s needs and adapt accordingly. In this chapter we will present a novel approach to 

controlling seizures, based on the temporal difference reinforcement learning algorithm 

in a computational model of epilepsy called Epileptor. The algorithm, through an iterative 

process, determines a policy so as to maximize reward while minimizing a cost function 

(Sutton and Barto, 1998) (Figure 24). In this instance, the policy is a mapping between 

different physiological states in an epileptic system and specific stimulus parameter 

combinations. The reward signal is inversely proportional to an epileptic biomarker, 

therefore greater reward means less epileptiform activity. The cost function tries to 

minimize the total amount of stimulation energy for any state-action pair. We define 

energy as the product of stimulation amplitude squared and the total duration of 

stimulation in a simulation.  

 

Figure 22. A schematic representation of the seizure control paradigm with the 

computational model of seizures. Local field potentials (LFP) generated by the Epileptor 

model (-ὼ+ὼ) are filtered (high and low pass filter) to estimate the current state of the 

model.  A reward signal is also generated from the LFP such that it decreases with 

seizures and increases with time following a seizure. The reinforcement learning 

algorithm (TD(0)) integrates state and reward information to determine the optimal action 

(stimulation frequency) that will maximize the reward provided the current state. The 

action selected is the stimulation frequency to apply to the Epileptor model. 

EPILEPTOR
FILTER 
BANK

TD(0)

state1, state2

reward
action
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 We use a reduced temporal difference reinforcement learning model, TD(0), that is 

able to learn the optimal stimulus parameters by exploring the possible stimulation 

parameters and observing the results. We will show that the learning algorithm converges 

to a low energy solution. 

4.2 Methods 

4.2.1 Epileptor Model  

 To the best of our knowledge the Epileptor is the only computational model that 

captures the transition from non-seizing (inter-ictal) to seizing (ictal) local field potential 

(LFP) activity. We tested various stimulation paradigms on the Epileptor mean-field 

model (Jirsa et al., 2014; Proix et al., 2014). The Epileptor model reproduces many of the 

invariant seizure characteristics documented across species including fast oscillations, 

spike and wave events and logarithmic increase in inter-spike interval as the seizure 

approaches termination (Jirsa et al., 2014).  

 This model provides a platform in which to test closed-loop adaptive algorithms. 

An example of the transition between inter-ictal to ictal can be seen in Figure 23 (top) 

and is confirmed by a clear increase in power between 1Hz and 25Hz, Figure 23 

(bottom). For our simulations, we use a bandpass filtered signal between 2-15Hz to 

calculate the reward which captures the fast oscillations in the LFP. 



 

              67 

 

Figure 23. Example of the LFP generated by the Epileptor model. Top, sample trace of 

the Epileptor model during a non-seizing state (gray) and seizing state (black). Seizures 

are clearly indicated by prominent DC shift in the LFP.  Duration of the seizure, from 

onset to offset, is indicated by the grey dotted line. Bottom, power spectral density 

estimate of non-seizing vs seizure activity. The y-axis shows power at different frequency 

bands on a log scale.  

 

 The parameters in the model were empirically fit to generate the different behaviors 

seen in physiological recordings. The full equations are included in section 6.4Appendix 

B. The derivation of the equations for the Epileptor model are described in two papers 

from the Jirsa lab (Jirsa et al., 2014; Proix et al., 2014). The model is represented as a 

system of 5 ordinary differential equations with three different time scales. The fastest 

time scales ὼȟώ  generate fast oscillations, the medium time scales ὼȟώ  generate 

spike and wave events, and the long time scale slow permittivity variable ᾀ determines 

the seizure duration and frequency. The LFP is determined by adding ὼ  and ὼ. They 

also developed a reduced 2-dimensional model (Proix et al., 2014) to characterize seizure 

onset and offset behaviors using only the fast ὼ and slow ᾀ parameters, as described in 0.   
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Figure 24. Prediction of minimum energy stimulus parameters to suppress seizures using 

a state space analysis of the Epileptor model. Top, vector field of the reduced Epileptor 

model with ὼ-nullcline (gray-circles) and baseline ᾀ-nullcline (gray-square) and ᾀ-
nullcline with stimulation (gray-triangle).  The black solid line between the ὼ-nullcline 

and ᾀ-nullcline (with stimulation) indicates the distance the baseline ᾀ-nullcline needs to 

move in order to generate a stable fixed point (large black asterisk) which leads to seizure 

suppression. The limit cycle is represented by the trapezoidal shaped dotted black line.  

The bifurcation, from inter-ictal to ictal, occurs when the ᾀ value crosses ≈ 2.91. Bottom, 

example trace of the ᾀ variable before and during periodic stimulation (diamonds). The y-

axis values correspond to the changing ᾀ values as the system moves along the limit cycle 

in the top figure. The ᾀ variable does not descend below the seizure threshold (black 

dashed line) during stimulation. 

 

 The reduced model does not produce the high frequency burst activity seen in the 

full model but it does reproduce the duration of the seizure and intervals between the 

seizures. The limit cycle in (top) captures the reduced system cycling through inter-ictal 
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(left) and ictal (right) phases. We used the reduced model to visualize how stimulation 

affects the trajectory of two state variables responsible for ictogenesis. The goal of the 

state space analysis is to determine the minimum stimulation required to cause a 

bifurcation that terminates seizures. Both models were integrated with an Euler-

Maruyama integrator with a time step of 1 millisecond. Longer time steps lead to 

numerical errors, while smaller time steps did not improve resolution of salient features 

of the Epileptor.  

 To simulate electrical stimulation, we applied pulses of one millisecond width to 

the ᾀ-variable. Periodic stimulation of the ᾀ-variable using sufficient energy leads to 

seizures control (bottom, Figure 24). Changing the ᾀ time constant † modulates the 

duration of the seizure and the inter-seizure intervals (ISIs). For a given † the model will 

produce seizures that occur at almost regular intervals.   

4.2.2 Determining minimum stimulation frequency to suppress seizures  

 To determine the minimum stimulus frequency while holding stimulation pulse 

amplitude to achieve seizure suppression in the Epileptor model, we conducted a state-

space analysis. The dynamics of the seizure duration and interval can be understood by 

analyzing the ὼ and ᾀ-nullclines of the reduced model. With no stimulation input, the ὼ 

and the ᾀ-nullclines have a single unstable equilibrium point at the crossing, allowing for 

a stable limit cycle that determines the seizure duration and inter-seizure intervals.  

Positive stimulation current pushes the ᾀ-nullcline up. With sufficient current, the ὼ and 

the ᾀ-nullclines go through a bifurcation resulting in a stable fixed point and seizures 
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stop.  The minimum pulsatile amplitude necessary to stop the seizures can be determined 

by the distance of the ᾀ-nullcline to the knee of the ὼ-nullcline Ўὤ , as shown in top 

of Figure 24. 

 The ᾀ-variable relaxes slowly back to its resting point after each pulse at the ᾀ time 

constant †, as shown in the bottom of Figure 24. Therefore, to assure seizure control 

throughout the simulation, the minimum  ᾀ value between pulses must be greater than 

Ўὤ ὼ. This will keep the ᾀ variable above the bifurcation point Fig. 3 (bottom).  

 Provided the stimulus amplitude Ὓ , stimulus interval Ὓ , and the time 

constant of ᾀ †  it is possible to calculate the approximate minimum distance ᾀ needs to 

travel to control seizures: 

ᾀ ὼ              (4.1) 

 This ᾀ   value is the minimum distance required to suppress seizures and is 

ᾀ ςȢωρ. The parameter ὼ determines at what value the floor of the z-nullcline is at 

(in Figure 24 it is at 2.0). If ὼ is set at ≈ 2.91 then there will be no seizure events. This is 

because a stable fixed point forms at the intersection of the ᾀ and ὼ nullclines. For all 

simulations, the ὼ variable was set at 2.0. This, however, is the minimum pulsatile 

perturbation to suppress seizures, not all epileptiform activity. Increasing the stimulation 

above this can produce significant improvements by suppressing high frequency activity 

seen in the full model when the system is close to the bifurcation point. 

 Alternatively, we can calculate the stimulus amplitude for any arbitrary stimulus 

interval. 
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Ὓ Ўὤ ρ Ὡ           (4.2) 

Where, Ὓ is the minimum stimulus amplitude to suppress seizures given the stimulus 

intervals Ὓ  and ᾀ variable time constant † . The simulations presented in the 

chapter use integer value stimulus intervals. A map of analytically calculated minimum 

pulsatile stimulation amplitude necessary for seizure suppression given different integer 

stimulation frequencies is shown in Figure 25. Given a specific stimulation amplitude-

frequency pair, we ran simulations to compare the minimum frequency (while holding 

stimulation amplitude) to the analytically calculated stimulation frequency for the given 

amplitude.   

 

Figure 25. Map indicating minimum stimulus frequency and amplitude to control seizures 

given the time constant for the ᾀ variable (legend). Stimulus parameter combinations 

below the solid lines will fail to suppress seizures 



 

              72 

4.2.3 Temporal difference reinforcement learni ng algorithm 

implementation  

 Reinforcement learning has a long and intricate history and has been reviewed in 

detail elsewhere (Sutton and Barto, 1998). These algorithms have been implemented in 

many different neural-engineering problems, including seizure control (Bush and Pineau, 

2009; Pineau et al.). However, in these cases, the investigators develop a stimulation 

policy with a reinforcement learning algorithm using off line training data. Optimal 

parameters were determined through dynamic programming principles using the full data 

set, a process known as batch learning. Our approach substitutes batch learning for an 

iterative learning process where optimal stimulation parameters are determined as data is 

collected in real-time. The decision to use an online learning scheme, as opposed to 

offline training, was motivated by the fact that the effects of stimulation for each 

experimental preparation (and patient) seems to be different depending on subtle details 

as the positioning of the stimulation electrode. Thus, optimizing parameters based on data 

collected from one patient or experiment and applied to another may not result in the best 

control.   

 The full temporal difference learning algorithm uses memory in the form of 

eligibility traces (Sutton and Barto, 1998) to identify sequences of actions necessary to 

achieve a high reward state.  However, in simulations we found little benefit from using 

eligibility traces, presumably because the occurrence of seizures is stochastic, and 

therefore was not used. This way, only the current state-action pair is updated. In this 
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study we show how a learning algorithm can determine the optimal stimulation 

parameters for a seizure model using domain knowledge. Furthermore, the algorithm can 

respond to non-stationarities of an epileptic system and adapt accordingly. 

4.2.3.1 Reduced Temporal Difference Learning Algorithm: TD(0) 

 The TD(0) algorithm generates a map relating the state of the system, to the 

expected reward given a selected action: ὗίȟὥ. Where ὗ is the expected reward, 

proportional to the time since the last seizure, ὥ is the selected action from a set of 

stimulation frequencies, and ί is the state of the Epileptor (i.e. seizing or not seizing).  

When the simulation is initialized the algorithm is naïve, and has no information about 

the expected reward for each state-action pair. To initialize ὗίȟὥ we use the average 

reward over a few seizures without stimulation, ‘, plus additive zero mean white noise 

with small variance „ Ḻρ. 

 Once the algorithm is turned on, it chooses the next action a' expected to produce 

the highest reward, ὗίȟὥ , given the current state ίᴂ. After the action is executed 

ὥᴼὥ, the actual reward Ὑ is measured. The error between the measured reward and 

expected reward is calculated as follows: 

‏  Ὑ ὗίȟὥ ‎z ὗίȟὥ          (4.3) 

 Where ‎ is the delay discounting factor that accounts for how much the algorithm 

values future expected reward. We set to ‎ to zero ‎ π to favor more greedy behavior 

to speed up convergence. Initially, because the matrix ὗ is arbitrarily set at a high value, 
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the error, between the measured reward and the expected reward will be great. Using this 

error the map is updated to increase the accuracy of the predicted reward value with the 

following update equation: 

ὗίȟὥ ὗίȟὥ ‌z  (4.4)          ‏

Where π ‌Ḻρ determines how quickly ὗίȟὥ is updated given the error to the 

measured reward.   

4.2.3.2 Action Selection 

 If at every time step the action providing the greatest expected reward is selected, 

this algorithm is called “greedy”. However, it may result in convergence to action 

selection policy at a local minimum rather than allowing for exploration to find a global 

minimum. Therefore, using a selection policy that explores some actions that may at first 

appear sub-optimal can help find the optimal solution more reliably than a purely greedy 

algorithm. An alternative to the purely greedy approach is the Softmax policy that selects 

actions with probability proportional to the expected reward. So, the action with the 

highest expected reward will have a higher probability of being selected than other 

actions. The probability of each action, a' selected at each state, s' can be calculated as: 

ὖὥᴂȿίᴂ

ȟ

В

ȟ
.          (4.5) 

 

The variable † is the temperature value for the Softmax policy, which determines how 

sensitive the probability is to differences in expected reward, and n is the total number of 

actions. 
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4.2.3.3 Learning Rate 

 The degree to which the TD(0) algorithm weights new information compared to its 

current estimate of the reward for a selected state-action pair is determined by the 

parameter ‌. When the model is completely naïve, using a large α results in updating the 

map rapidly. This method can lead to a quick convergence to an action that is effective, 

but the solution may not be the global minimum. We selected ‌ to be long enough to 

average information over the duration of one inter seizure interval. The algorithm updates 

the action in windows ύ ρυί. Given the duration of an ὍὛὍ, we set ‌ so that the time 

constant is about one seizure interval: 

‌ ρ  Ὡ Ⱦ              (4.6) 

A full description of the algorithm is given in section 6.4Appendix B. 

4.2.4 Ictal and inter -ictal state estimation from LFP data  

 The Epileptor model has a continuous state-space and a reward signal must be 

derived from the measured signals. Domain knowledge (i.e. spectral characteristics, 

Figure 23) was used to establish the reward function and discretize the state-space to 

make the model more amenable to the simplest Temporal Difference algorithms. In the 

Epileptor model, the ictal vs inter-ictal dynamics can be separated in state space by 

plotting the ὼ variable against ὼ as shown in Figure 26C. The inter-ictal activity is in 

the left side of the state space and during ictal activity it is on the right side. The goal is to 

generate some state space representation from the LFP that separates the inter-ictal from 
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the ictal activity.  

 

Figure 26. Decomposition of the Epileptor LFP using a filter bank results in feature space 

closely resembling the actual state-space of the Epileptor dynamic variable ὼand ὼ. A 

top, raw LFP generated by the Epileptor model. B, State-space of the Epileptor model 
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parameters ὼand ὼ. Top, the ὼvariable time series, middle, the ὼ variable time series, 

bottom, the state space from ὼand ὼ clearly distinguishes inter-ictal (right) from ictal 

(left) epochs. C, Estimation of the state-space using a filter bank. Top, low-pass filtered 

LFP data, middle, high-pass filtered LFP data, bottom, feature space clearly shows an 

inter-ictal cluster (right) and ictal cluster (left). Cutoff frequency was 0.5Hz. 

 

 By filtering the data with a high pass filter and using another low-pass filter, the 

two signals resulted in a state space representation very similar to that seen by plotting 

the ὼ variable against ὼ. Data was filtered using first order Butterworth high pass 

(Figure 26A top) and low pass filters (Figure 26A bottom) each with 0.5Hz cutoff 

frequency. Filter coefficients were calculated using the MATLAB butter command. Filter 

outputs were normalized to each axis in the two-dimensional state-space. This state space 

is partitioned into ictal and inter-ictal states. A state index is assigned at each time step 

depending on where state value falls in the inter-ictal or the ictal partition. Finer 

resolution partitions are possible, but more partitions increased the exploration time. 

4.2.5 Reward  

 The reward for each ὗίȟὥ is calculated at each iteration by taking the negative 

log of the band-pass filtered local field potential (ὒὊὖ , 2-15Hz). The reward for each 

time step is calculated as follows:  

†  
 

           (4.7) 

 

ὒὊὖ  
 z

† ὒzὊὖ        (4.8) 
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Ὑ ÌÏÇὒὊὖ ὅέίὸ          (4.9) 

 Where †  is the decay rate for the smoothing filter, ὒὊὖ  is the smoothed 

power of the LFP at time ὸ, and Ὑ is the reward at time ὸ. The tau-filter smooth’s the 

noisy reward signal to remove noise in the raw reward signal. Noise in the raw reward 

signal can lead to misleading updates of the state-action function ὗίȟὥ.   

 Each stimulation parameter combination has an associated cost. The cost function is 

as follows: 

ὅέίὸ3ᶻ ὅzὡ          (4.10) 

Where ὅὡ is the cost weight, Ὓ  is the stimulation inter-pulse interval, Ὓ is the 

stimulation amplitude, and ‘ is the mean reward during the simulation when stimulation 

pulses were not applied. 

4.3 Results 

4.3.1 Open-loop stimulation controls stationary seizures  

 We first tested open-loop stimulation on seizure control in the Epileptor model. 

Seizures were suppressed with sufficiently high stimulation frequency and amplitude. 

The minimum stimulation energy required to suppress seizures depended on the time 

constant of the ᾀ-variable of the model; the faster the time constant, the more stimulation 

energy is required to suppress seizures. Examples of stimulation applied to the Epileptor 
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model when set at two different time constants, † ψππ and † τππ seconds, are 

shown in Figure 27. The stimulation frequency analytically calculated to suppress 

seizures (1.04Hz) when the Epileptor’s time constant is set at 800 seconds suppresses all 

seizure like activity (Figure 27, top), while it is necessary to stimulate at 2.08Hz to 

achieve control when the system has a time constant of 400 seconds (Figure 27, middle). 

The high frequency activity is distinguishable from a seizure because the system did not 

undergo a saddle-node bifurcation at the seizure onset. Seizures in the Epileptor model 

are characterized by a prominent DC offset, which is a key feature of saddle-node 

bifurcations (Jirsa et al., 2014). Applying the minimum stimulus frequency to suppress 

seizures for † ψππ in a simulation with † τππ seizure dynamics does not suppress 

the seizure (Figure 27, bottom). 

 

Figure 27. Open-loop stimulation can control seizures if sufficient stimulation energy is 

applied. Top, applying stimulus pulses into the z variable at the minimum calculated 

stimulus frequency (1.04Hz) with slow seizure dynamics † ψππ controls seizures. 

Middle, similarly, seizures can be controlled if the seizure dynamics are faster †
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τππ when stimulation is administered at the minimum calculated frequency (2.08Hz). 

Bottom, insufficient stimulus energy cannot control seizures. In this example 1.04Hz was 

applied to seizures with † τππ. Black bar indicates duration of stimulus. Note that the 

time scale has been condensed to see how dynamics evolve on a longer time scale, and 

the seizures appear as abrupt downward deflections (DC offset) in the LFP.   

 

 The map in Figure 25 shows the necessary stimulation parameters to achieve 

seizure control for different time constants of the model as determined by analysis of the 

reduced model. Parameters used in Figure 27are indicated in the map shown in Figure 25. 

While the parameters necessary to suppress seizures are calculated from the reduced 

model, high frequency activity may persist even though the seizures have been stopped. 

Increasing the stimulation frequency above this minimum threshold of seizure 

suppression may provide further improvement by reducing this “epileptiform” behavior. 

Therefore, we consider the optimal parameter combination for epileptogenic feature 

control to be slightly higher than the minimum necessary to suppress seizures. 

4.3.2 Closed-loop adaptive stimulation results in seizure control while 

minimizing energy  

 Having established the optimal stimulation parameters, we next tested whether the 

TD(0) algorithm, starting with no a-priori knowledge, can converge to an effective 

stimulus parameter solution. The goal of the TD(0) algorithm is to maximize reward 

through selection of actions, in this case, stimulation frequencies at each state (ictal vs. 

inter-ictal). The reward trace increases as activity decreases, therefore suppressing 

seizures results in an increased reward. A small cost is attributed to each stimulation 

pulse which helps refine the stimulation frequency once a range of stimulation actions 
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that suppress seizures are found. At the onset of the simulation the model is naïve and set 

to random initial conditions. We set the learning rate to reflect the time course of a 

seizure (equation 6). This results in rapid learning with fairly stable behavior once good 

control is achieved.  

 

Figure 28. TD(0) algorithm converges to optimal solution (2Hz) when seizure dynamics 

are stationary.  Top, raw LFP trace. Middle, reward trace associated with the LFP. 

Bottom, Stimulation frequency selected at each action selection interval. The TD(0) 

algorithm explores the state-action space at first because the initial expected values for 

each state-action is high. Dotted black line represents the minimum stimulus frequency 

required for control (1.04Hz). Black bar indicates duration of stimulus. 

 

 An example of the TD(0) algorithm identifying optimal seizure control parameters 

is shown in Figure 28. Simulations were run for 15000 seconds on a Windows 7 with an 

Intel (i7) 3.5 GHz processor. The TD(0) algorithm computation time was 160ms. High 

frequency activity and seizures correspond to downward deflections of the reward signal. 

After probing the state-action space following stimulation onset (black bar) the policy 
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converges to the optimal state-action solution that suppresses all epileptiform activity. 

Since the action choices are discrete frequencies, the optimal frequency closest to the 

theoretical optimum was 2Hz. While the stimulation energy is higher, the total 

epileptiform activity present during the simulation is lower than seen in Figure 27 (top). 

Once the optimal stimulus frequency is identified, the Softmax policy for action selection 

using a very low temperature maintained the stimulation parameters throughout the 

remainder of the simulation. Turning off stimulation leads to reemergence of seizures, 

shown at the end of the simulation. 

 Increasing the temperature value † ρ in the Softmax action selection algorithm 

alters the action selection policy (Figure 29). Instead of converging on a single 

stimulation frequency to suppress the seizures, it converges on a distribution from which 

the TD(0) selects stimulation frequencies probabilistically based on expected value. In 

this case the average stimulation frequency was 2.05Hz. 
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Figure 29. TD(0) algorithm action selection with high Softmax temperature value.  

Softmax policy action selection is more explorative when temperature values are high 

† ρ. Top, raw LFP trace. Middle, reward trace associated with the LFP. Bottom, 

Stimulation frequency selected at each action selection interval. Stimulus frequencies 

selected vary between 0 and 5 hertz, but the average stimulus frequency is approximately 

2.05Hz. Dotted black line represents the minimum stimulus frequency required for 

control. Black bar indicates duration of stimulus. 

 

 The effects of temperature in the Softmax algorithm on the number of escaped 

seizures, convergence time and stimulation frequency is shown in Figure 30. At very low 

temperature values † πȢπρ the TD(0) algorithm behaves in a greedy fashion and 

converges on a solution quickly (Figure 28).  

 As the temperature value increases, the algorithm spends more time searching the 

parameter space, which ensures a global minimum at the cost of time of convergence. 

The mean convergence time increases to over 2000 seconds when the temperature value 

† πȢς. However, at very high temperatures we found a surprising behavior. The 

algorithm does not settle on any single stimulus frequency, but instead uses a distribution 

of stimulus parameters and from which is selects probabilistically to deliver stimuli and 
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optimizes the distribution (Figure 29) resulting in a good convergence rate to the globally 

optimal solution. Ultimately, there is a trade off in the choice of temperature value for the 

Softmax action selection policy. Lower energy solutions are typically less robust. For 

instance, the lowest energy solutions occur when the temperature value is between 0.1 

and 0.2 (Figure 31), but this results in the highest number of seizures after onset of the 

controller. 

 

 

Figure 30. Performance of reinforcement learning algorithm at different temperature 

values of Softmax action selection for large ISI (τ_0=800). Top, mean total number of 

seizures that escape “therapy” when the reinforcement learning algorithm is choosing 

stimulation actions. Middle, mean time to converge (seconds) on a policy that controls 

seizures. Bottom, average stimulus frequency during the simulation. 

4.3.3 TD(0) converges to optimal solution when seizure dynamics are 
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faster  

 We tested whether the TD(0) algorithm could adapt and maintain stimulation at 

optimal stimulation frequency when the parameter † of the Epileptor model was 

changed. In these simulations, the seizure frequency increased, thereby requiring a net 

increase in stimulation energy, as shown in Figure 31. During the learning process, two 

seizures escape requiring further refinement in action selection. Towards the end of 

stimulation, the algorithm converges on 3Hz as the optimal stimulation frequency for 

controlling seizures with a fast time constant († τππ). 

 

Figure 31. TD(0) algorithm converges to optimal solution (3Hz) when seizure dynamics 

are faster † τππ. Top, raw LFP trace. middle, reward trace associated with the LFP. 

Bottom, stimulation frequency selected at each action selection interval. The TD(0) 

algorithm needs to explore the state-action space for a longer period of time when the ISI 

is smaller. Dotted black line represents the minimum stimulus frequency required for 

control (2.08Hz). Black bar indicates duration of stimulus. 
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4.4 Discussion 

 This chapter presents a reinforcement learning algorithm to determine the optimal 

stimulation parameters for seizure control. Specifically, we use a reduced TD(0) 

algorithm to determine low energy stimulation parameters and tested the approach in a 

computational model of epilepsy called Epileptor. 

4.4.1 State-space approximation  

 The TD(0) algorithm determines the optimal stimulation parameters given an 

estimate of the current state of the system. The optimal action for the ictal-state may be 

different than that found during the inter-ictal state. This allows the algorithm to optimize 

stimulation parameters to prevent seizures as well as find the optimal parameters to 

terminate seizures, which may be different. To separate seizing vs. non-seizing states we 

used a two state measurement based on the power from low and high pass filtered raw 

LFP data. Seizure control is achieved when a therapy brings the system to a state where 

seizures are unlikely to occur. Seizure termination on the other hand can be defined as the 

stimulus induced suppression of seizures following seizure initiation. While seizure 

termination was not the central focus of this chapter, the TD(0) algorithm nonetheless 

finds the optimal solutions based on the state of the Epileptor (ictal vs. inter-ictal), and 

ultimately optimizes for both seizure suppression and seizure termination. 

 With finer state space partitioning, or the addition of additional feature dimensions, 

it may be possible to identify pre-ictal states in which stimulation could prevent seizures. 

These states would be different from inter-ictal states, where stimulation has very limited 
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benefit on seizure suppression. Further division of the state-space however, results in 

additional state-action pairs, which increases the computational cost.  Without any 

underlying model of the system, this can result in long searches before finding an 

efficient policy. Therefore, in this chapter we focused only on the simple state space 

partition of ictal and non-ictal but finer partitioning with rapid identification of a good 

control policy remains a problem that needs to be further investigated. 

 A limitation to this work is how well the design choices (i.e. reward function and 

state space discretion) would carry over to other computational and experimental models. 

Our design approach was specific for the Epileptor model, and implementation of the 

TD(0) algorithm in other contexts may require a different reward function and state-space 

discretization. 

4.4.2 Stimulation variables  

 In this chapter, TD(0) was used to optimize stimulus pulses applied to the ᾀ-

variable, the slow permittivity variable in the Epileptor model. The ᾀ-variable may be a 

physiological correlate for K+ dynamics (Jirsa et al., 2014), or could potentially even 

model adenosine dynamics (Van Gompel et al., 2014). Experimental evidence shows that 

electrical stimulation directly modulates adenosine concentrations (Van Gompel et al., 

2014) and fast stimulation causes an increase in extracellular potassium concentration 

(Bikson et al., 2001).  

 The TD(0) algorithm can also be used to optimize stimulation applied to the ὼ and 

ὼ state variables, from which the LFP is directly estimated. In modeling experiments, 
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not shown in this chapter, the reinforcement learning algorithm was able to control 

seizures by applying stimuli to these variables.  Since the time-constants of these 

variables are much faster than the ᾀ- variable, higher frequency stimulation was needed to 

achieve similar seizure control.  

 In this study, we held stimulus amplitude constant while optimizing over the 

stimulus frequency. The map in Figure 25 indicates that the opposite is also possible: 

stimulus frequency could be fixed while optimizing the stimulus amplitude.  We used a 

discrete pulse because it was the simplest and most commonly used stimulation 

waveform class in neuroscience. It is possible that other waveform classes could result in 

a stable fixed point with less energy, but exploration into this is outside the scope of this 

chapter. Ultimately, the Epileptor model is sensitive to total energy, therefore optimizing 

over stimulus frequency and amplitude can be done, but the number of state-action pairs 

grows rapidly with the number of parameters to be optimized resulting in long 

convergence times to a solution.  

 In the Epileptor model the amount of activity was monotonically dependent on the 

amount of energy applied to the z-variable. The only cost to high frequency stimulation 

was from the stimulation energy subtracted from the reward function. However, in 

experiments, we have found that the effect of stimulation is not monotonic and there are 

bands of stimulation frequencies that suppress seizures while other frequencies induce 

seizures. The TD(0) algorithm will find the global minimum for each state-action pair, 

but at the cost of occasionally inducing seizures that occur while testing stimulation 
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frequencies that are ictogenic. Black box modeling, specifically input-output models 

could be empirically determined to predict the effects of periodic pulsatile stimuli at 

different frequencies. Frequencies that predict emergence of epileptogenic biomarkers 

could then be cut out of the optimization process, thereby reducing the parameter space.   

4.4.3 Action Selection  

 Under the TD(0) framework, action selection is a tradeoff between exploration and 

exploitation. If the temperature value of the Softmax policy (equation 5) is very low, the 

TD(0) quickly explores the state-action pairs and then converges on the optimal solution 

from this estimation. This is clear in the simulation presented in Figure 28. Sometimes 

the quick solution may not be the global maximum, therefore making greedy choices 

more likely to be less cost effective in the long run. This approach focuses on finding a 

single action that it considers as optimal. 

 High temperature values on the other hand lead to a policy that does not converge 

to a single action. Instead, actions are selected probabilistically from distribution of 

actions, as seen in Figure 29. There is no one action, rather the algorithm optimizes the 

selection probability across all the actions resulting in an average stimulus frequency 

close to optimal to obtain seizure control.  

 The action selection paradigms explored in the chapter are discrete in nature (i.e. 

from a set of stimulation frequencies). This limits the ability of the algorithm to find an 

optimal solution, especially if it is not in the defined set. One way to circumvent this is to 

implement other reinforcement learning methods which can be applied to a continuous 
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action space. 

4.4.4 Algorithm robustness  

To the best of our knowledge there are no other computational models that capture the 

transition from inter-ictal to ictal activity. While we have not tested if our method is 

robust to changes in the class of models, we have tested robustness by evaluating the 

algorithm's performance as parameters of the Eplieptor model were varied. Specifically, 

we decided to evaluate the algorithm by changing the inter-seizure intervals and seizure 

durations. These parameters are modulated by the † parameter. Reducing the value of 

the † parameter resulted in smaller inter-seizure intervals and shorter seizure durations 

Figure 31. The TD(0) was able to determine the optimal stimulation frequency even when 

seizure rates increased dramatically. These simulations indicate that our method is robust 

to changes in the seizure dynamics. 

4.5 Conclusion 

 The results presented in this chapter show that a TD(0) algorithm can effectively 

converge to the optimal stimulus parameter. Here optimization was performed only over 

stimulation frequency. This approach can be used optimize over both stimulation 

frequency and amplitude at the cost of increased computation and an increase in 

convergence time. The method presented is computationally efficient and could 

potentially be programmed into a small bidirectional neural interface. Future studies will 

require testing of the algorithm in an in vivo epilepsy model.  
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Chapter 5  -ÏÄÅÌ ÂÁÓÅÄ ÃÏÎÔÒÏÌ ÏÆ ÌÏÃÁÌ ÆÉÅÌÄ ÐÏÔÅÎÔÉÁÌ 

ÂÉÏÍÁÒËÅÒÓ 
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5.1 Introduction  

Open loop neural stimulation, where periodic pulses of voltage or current are delivered to 

through an electrode to a site in the brain, has been used to treat Parkinson’s disease, 

Epilepsy and a growing number of other diseases. New implantable neural stimulation 

devices have enabled simultaneous recording and stimulation (Morrell, 2006; 

Stypulkowski et al., 2014) enabling closed-loop therapies where stimulation is triggered 

off biomarkers, such as strong beta oscillations for treatment of Parkinson’s Disease, and 

epileptiform activity to suppress seizures. It is hypothesized that stimulation either 

suppresses these pathological behaviors, or mitigates their effects on other networks to 

restore their function (Agnesi et al., 2013). However, these therapies, even in reactive 

neural stimulation, are delivering stereotyped stimulus patterns.  

 The central hypothesis of this work is that subject specific computational model can 

be used to calculate stimulus waveforms from the current state of the neural activity to 

optimally suppress pathological neural activity. If spontaneous neural activity like bursts 

which have spectral profiles similar to epileptogenic discharges can be suppressed using 

such a closed-loop controller, it may be used to improve efficacy of neuromodulation 

therapies for seizure disorders. Here we test a Linear Quadratic Gaussian (LQG) 

algorithm for delivering state dependent current stimulation to the brain that is optimized 

to the subject’s physiological responses. 

 Both open-loop stimulation and closed-loop stimulation, currently used for clinical 

treatment of Parkinson’s Disease and epilepsy, deliver pulsatile waveforms. These 
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waveforms are designed based on stimulation hardware capabilities and safety limits, but 

they are not physiologically based. Closed-loop stimulation has been used to deliver 

stimulation by triggering off the detection of epileptiform activity as is the case in 

NeuroPace’s Responsive Stimulator (Morrell, 2006). It can also be used to modulate the 

stimulus amplitude based on a physiological signal, such as patient orientation for spinal 

cord stimulation for pain (Schade et al., 2011), or beta oscillation amplitude for 

Parkinson’s disease (Little et al., 2013).   

 Closed-loop algorithms may also be used to learn and optimize stimulation 

parameters to assist clinicians in programming neuromodulation devices (Panuccio et al., 

2013; Nagaraj et al., 2016). With a fast closed-loop algorithm, stimulation can be phase 

locked to physiological signals to suppress neural oscillations (Holt et al., 2016; Cagnan 

et al., 2017). Optimization algorithms have been used to identify stimulus waveforms that 

can synchronize neural populations (Wongsarnpigoon and Grill, 2010; Nabi et al., 2013a; 

Nabi et al., 2013b; Wilson et al., 2015; Brocker et al., 2017). The next generation closed-

loop device may be able to measure physiological signals, analyze them in real time and 

deliver state dependent stimulation waveforms to optimally suppress pathological 

biomarkers with less energy and side effects. 

 In the mid-20
th
 century, engineers developed closed-loop algorithms to suppress 

unwanted oscillations or to dampen a disturbance in buildings, airframes and chemical 

plants (Friedland, 2012; Kirk, 2012). More recently, Optimal Control theory methods 

have been applied in neuroscience for efficient brain-computer and brain-machine 
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interface technologies (Shanechi et al.; 2016; Shanechi et al.; 2013; Yeo et al.. 2016). 

Fundamental to Optimal Control design is a model that can accurately predict the 

response of the system to an input. The response of the nervous system to electrical 

stimulation is complex and is not easily predicted based on first principles, but a 

predictive model can still be developed using a ‘black-box’ system identification 

approach, by applying a stimulation, measuring the response and then fitting a model to 

the data. A variety of different ‘black-box’ algorithms have been developed that can 

extract model coefficients from input-output data (Ljung, 1999). The benefit of using 

Optimal Control methods over classical feedback control is the ability to achieve the 

control objective while simultaneously minimizing constrains imposed to improve 

efficiency of the controller. In this study, we will use a Linear Quadratic Gaussian (LQG) 

controller to determine electrical stimulation waveforms to suppress spontaneous neural 

activity in rat. 

 Using a real-time computer, we are able to test and validate closed-loop algorithms 

in-vivo that cannot yet be implemented in currently available implantable hardware. The 

Real-Time eXperimental Interface (RTXI), an open-source program, enables closed-loop 

experimental designs (http://rtxi.org). We can use this software platform to implement 

and test some of the optimal control approaches to dampening neural activity. With a 

standard desktop computer, this system can sample data and produce outputs at 2000 

samples a second. Standard linear algebra software libraries can be used to calculate the 

optimal stimulus to suppress activity, and control a voltage regulated current source in 

http://rtxi.org/
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real-time with jitter less than 10‘sec. We hypothesize that if neural activity is predictable 

on time horizons of milliseconds and sufficient electrical stimulation amplitude is used, 

then we may be able to design a feedback controller to suppress the neural activity using 

optimal control strategies.  

 There are several reasons why optimal control strategies could fail to control 

spontaneous neural activity. The first is that electrical stimulation excites neural tissue, so 

it is not clear that electrical stimulation alone could result in suppression of neural 

activity, except through excitation of inhibitory neural populations or inhibition of 

excitatory neurons through depolarization block (Johnson et al., 2008). Second, neural 

response to stimulation is highly nonlinear with respect to stimulation parameter 

combinations (Millard et al., 2013). Lastly, the neural response to stimulation is not 

stationary (Marmarelis, 2012); a fixed model of the neural response may not provide 

sufficient predictive power over time to allow for control.  

 Although neural systems clearly exhibit non-linearities and stochastic properties, 

there are still linear, deterministic characteristics that can be exploited using linear 

control methods. For small perturbations, the neural response may be linear enough to be 

amenable to optimal control approaches (Freeman et al., 2010). However, LFP has been 

shown to have strong linear properties (Buzsaki, 2006). It has also been shown that linear 

features of LFP signals have more predication power of seizure activity than non-linear 

features (Mormann et al., 2005; Jerger et al., 2003). Nevertheless, we are not aware 

anyone who has tested closed-loop optimal control to suppress spontaneous neural 
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activity with electrical stimulation in the literature. 

 To achieve good suppression of spontaneous neural activity, it is necessary to have 

a stimulation site that causes widespread neural activation. Suppression of seizures have 

been demonstrated with high frequency electrical stimulation applied to the anterior 

nucleus of the thalamus (Fisher et al., 2010), and low frequency stimulation of the 

hippocampus (Koubeissi et al., 2013), as well as the ventral-hippocampal commissure 

(VHC) (Rashid et al., 2012). Because VHC innervates a large portion of the 

hippocampus, giving large spatial control with a small stimulation target, we chose this 

target for controlling neural activity in the hippocampus. Additional explanation and 

motivation for using the VHC is described in Chapter 2 sections 2.2.1.2 and 2.4.2. 

 In this study, we will show that LFP biomarkers can be suppressed using electrical 

stimulation using a Linear Quadratic Gaussian (LQG) controller. The LQG controller 

consists of a Kalman Filter to estimate state and a Linear Quadratic Regulator (LQR) for 

feedback control. In the control scheme (Figure 32), the KF assimilates LFP prediction 

from the model with LFP data from the recording electrode. The LQR determines the 

stimulation input required to suppress the activity with minimum energy.  
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Figure 32. Optimal Control signal flow diagram. The Linear Kalman Filter (LKF) 

predicts the true LFP ὒὊὖ  by combining Noisy LFP ὒὊὖ  data from the 

rat brain and the Model predictions.  Estimates of the system states ὼ are sent to the 

Linear Quadratic Regulator (LQR) from the LKF to determine the appropriate 

stimulation input. Deep Brain Stimulation ό is applied to the VHC which excites the 

hippocampus. The stimulation input is also provided as input to the state space model.  

 

5.2 Methods 

5.2.1 Experimental Methods  

Surgical methods have been described in Chapter 2 section 2.2.1.2. We use an open 

source real-time Linux-based platform, the Real-Time eXperimental Interface (RTXI) 

(http://rtxi.org) that is very flexible for developing closed-loop experiments. We 

stimulated the ventral hippocampal commissure (Figure 34) with Gaussian white noise 

(GWN) using a concentric stimulation electrode while recording LFP activity in the 

hippocampus. The GWN was generated using an Ornstein-Uhlenbeck process with theta 

(decay time constant) set to half of the sampling rate. Continuous voltage outputs from 

RTXI (described in previous chapter) were sent to an A-M systems Model 2200 

stimulation isolation unit to convert the voltage to a current output. process with theta 

(decay time constant) set to half of the sampling rate. Continuous voltage outputs from 
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RTXI (described in previous chapter) were sent to an A-M systems Model 2200 

stimulation isolation unit to convert the voltage to a current output. 

 

Figure 33. Ventral Hippocampal Commissure as the deep brain target for electrical 

stimulation. Left, rat brain atlas overlaid with coronal section showing placement of 

stimulation electrode (Microprobes, Inc.) into the VHC (Star, dark red region). Right, 

diagram showing electrode locations: Stimulation electrode (square), recording electrode 

(triangle), and ground (circle). 

5.2.2 Black-box system identification  

5.2.2.1 Ho-Kalman Subspace System Identification algorithm 

A dynamical systems model of LFP activity was determined using the Ho-Kalman 

algorithm (Miller and de Callafon, 2012). This algorithm calculates model coefficients 

using the evoked potential of the system. The details of the algorithm can be found in 

Appendix C. 

A dynamical system can be represented in a state-space form as follows:  

ὼὸ ρ ὃὼὸ ὄόὸ ύὸ        (5.1) 

ώὸ ὅὼὸ Ὀόὸ ὺὸ 
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where ὼὸᶰὙ  is a vector of dimension ὲ that contains all unobservable states of the 

system. The ὃ matrix is the state transition matrix which contains the dynamics of the 

system, the ὄ matrix transforms determines how inputs affect the next state, the ὅ matrix 

determines which unobservable states are ultimately observed, and lastly the Ὀ matrix is 

a constant gain term. All coefficients are determined by the Ho-Kalman algorithm. The 

output of the system ώὸ is the model prediction of the LFP activity. Additive process 

noise ύ  and measurement noise ὺ are modeled as a Gaussian white noise. Figure 34 

shows an example of the impulse response from a model determined in one of the 

experiments. Low order models produce terrible impulse response waveforms that do not 

reflect the dynamics of the evoked response. Increasing the model order produces 

impulse response waveforms that capture the dynamics of the evoked potential. 
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Figure 34. Local Field Potential model identification. A, (top), stimulation to the VHC 

using GWN. A, (bottom), LFP activity during stimulation. B, Impulse response fits to the 

LFP Evoked Response using Ho-Kalman SID method on a training data set. The dark red 

trace is the evoked response recorded in the hippocampus following stimulation. There is 

a strong depolarization that occurs following 5 ms, and the response peak is at 

approximately ~13ms. Increasing model order results in better impulse response fits to 

the evoked response. C Kalman Filter predictions on cross-validation data set. Top, 

stimulation input to the VHC through a concentric bipolar electrode. Bottom, Kalman 

Filter prediction follows the LFP smoothly throughout the length of the data set. D, 

RMSE values for six different models realized using Ho-Kalman SID algorithm in one 

experimental subject. In this example, the 5th order model has the lowest RMSE value. 

5.2.3 Model cross-validation  

 We used two qualitative and one quantitative measure to determine the best model 

for each experiment. Qualitative measures for the Ho-Kalman model identification 
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experiments included assessing impulse response fit to the evoked response (Figure 34, 

B) and the Kalman Filter prediction on the cross validation data (Figure 34, C). The best 

model would have an impulse response waveform similar to the evoked response and a 

Kalman Filter prediction that was smoothly following the raw LFP time-series. 

 We used the root mean squared error (RMSE) as our quantitative metric to 

determine the best model for the closed-loop control experiments (Figure 34, D). The 

RMSE was calculated as follows: 

ὙὓὛὉ           (5.2) 

where ὲ is the total length of the data set, ώ is the model prediction and ὒὊὖ  is the 

raw data. Low RMSE values correspond to model predictions that are more accurate. The 

model with the lowest RMSE value was used in all experiments and for the design of the 

Regulator.  

5.2.4 Linear Quadratic Regulator Design  

5.2.4.1 Controller Design 

We designed the Regulator to minimize LFP activity while minimizing stimulation 

energy. The cost function was modeled as a quadratic function: 

ὐό ᾀὗᾀ όὙό           (5.3) 

ᾀ ώ ώ             (5.4) 

Where ᾀ is the difference between the model prediction ώ and the desired control target 
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ώ , Q is the state weight matrix that determines how much to penalize state values, ό is 

the stimulation input, and Ὑ, cost for stimulation, is the input weight that determines how 

much to penalize stimulation. Higher Ὑ weights minimizes the stimulation amplitude 

from the Regulator, and lower Ὑ values increases the stimulation amplitude. The cost for 

stimulation varied for each experimental subject because of variability in the electrode 

location and electrode durability.  

 The feedback gain matrix for the Regulator is determined using dynamic 

programming. We want to find the minimum stimulation that overall minimizes the cost 

function ὐό. First we define a value function using the cost function above that 

accounts for the cost incurred and the minimum cost-to-go for the LQR.  

ὠᾀ  ÍÉÎȟȢ ȢВ ᾀὗᾀ όὙό        (5.5) 

Once we have our value function, we use the Matlab Discrete Algebraic Riccati Equation 

function dare to solve for the Regulator feedback gain matrix. In summary, the Regulator 

takes in state information from the LKF and determines the appropriate stimulation using 

the feedback gain matrix. A full description for designing a LQG controller can be found 

in (Bertsekas, 1995)  

5.2.4.2 Biomarker 

 Previous experiments have indicated that 4-AP induced seizures can have 

broadband LFP profiles. For these experiments, we bandpass filtered the raw LFP 

between 1-100Hz. Bandpass filtering for the LFP also improved model identification 

using the Ho-Kalman algorithm because the evoked potential from the filtered data had a 
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smoother profile than unfiltered raw LFP data. Furthermore, the 1Hz highpass cutoff 

eliminated all drifting in the evoked response that could make it difficult to fit a linear 

model.  

 Power spectral densities (PSDs) of the raw LFP data were calculated using 

Matlab’s Welch estimation method pwelch ὡὭὲὨέύς  ὥὲὨ έὺὩὶὰὥὴ

ὡὭὲὨέύ. In order to propagate errors to determine confidence intervals (CIs) for the 

percent modulation metric, we used a square root transform on the PSD values. This 

method changes the distribution of the PSD estimates for each frequency from a Chi-

squared distribution to a Gaussian distribution. The standard error of the mean for each 

frequency can be calculated using the multiple PSD estimates. We then use the Gaussian 

propagation equations detailed in (Taylor, 1997) to construct the CIs for percent 

modulation. Our main metric for controller efficacy was percent modulation of the local 

field potential which is mathematically formulated as follows: 

ὖὓ  ρzππ, and ὖὓ  ρzππ     (5.6) 

where ὖὓ is the percent modulation, Ὓ is the stimulation epoch, ὄis the baseline or pre-

stimulation epoch, ὖ is the post-stimulation epoch, and ὖὼὼ is the PSD for the signal in a 

given epoch.  
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5.3 Results 

5.3.1 Stimulation via LQ G control  leads to broad -band suppression of 

LFP activity  

 To test the efficacy of the LQG controller we compared the power of the LFP 

before and during stimulation. Our approach was as follows: 1. Baseline: LFP recordings 

in the hippocampus, 2. Stimulation: continuous stimulation determined by the regulator 

was applied through a concentric electrode, and 3. Post-stimulation recording to 

determine whether LFP power recovered to pre-stimulation levels. The duration of each 

phase was two minutes. Figure 35 (left) shows and example of an experiment using 

closed-loop stimulation. In this example, the LFP activity is much stronger before 

stimulation (black trace) than during stimulation (red trace) as indicated by the strong 

bursts. Notice that during closed-loop stimulation the input (grey trace) closely reflects 

the trajectory of the LFP (red trace); however, this similarity is missing when stimulation 

is applied in open-loop (blue trace).  

 Following stimulation, the number of bursts in the LFP increases towards baseline 

levels as indicated in the PSD (Figure 35, right). Our results indicate broadband power 

suppression in the closed-loop experiment, and replaying the same stimulus in open-loop 

did not suppress LFP activity (Figure 35, right). Comparison between baseline and post-

stimulation epochs shows little difference in the broad band PSDs (Figure 35, right).  
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Figure 35. Experimental approach to testing model based closed-loop control. Left, LFP 

recorded from the CA1 region of the hippocampus (top) during closed-loop stimulation 

(middle) and LFP from open-loop stimulation (bottom). Right, PSD estimates comparing 

stimulation and baseline LFP power and baseline with post-stimulation power. 

Comparisons are done for closed-loop and open-loop stimulation. The different colors 

correspond to different experimental phases.  

 

5.3.2 LQG performance: Responders vs Non-Responders 

 We tested our method on ten animals; however, the results from only six are 

presented in this chapter in order to compare the results across experiments using the 

same system identification algorithm (Ho-Kalman). For the other four animals we used 

another popular state-space system identification method called n4sid. Although we used 

the same control objective across animals, the performance of the LQG controller was not 

the same for each experiment. Our results from six animals show performance can be 

differentiated between Responders and Non-Responders (Figure 36).  
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Figure 36. Performance of LQG controller are grouped into two categories: Responders 

and Non-Responders. Left, percent modulation of the LFP power between the stimulation 

and pre-stimulation (baseline) experimental phases. Right, comparison between the pre-

stimulation and post-stimulation experimental phases. Data is categorized by closed-loop 

(CL) and open-loop (OL) experiments. Dotted lines correspond to the null hypothesis 

distribution at two standard deviations.  

 

 In three of our experiments, we found strong suppression of the LFP during the 

stimulation epoch using closed-loop stimulation compared to baseline (Figure 36, left). 

The Non-Responders on the other had little to no suppression of LFP during closed-loop 

stimulation (Figure 36, left). In all experiments, open-loop stimulation had negligible 

effects. We also compared the LFP power before and after stimulation to determine 

whether suppression of LFP persists beyond the stimulation period. Modulation at 0% 

would indicate that the LFP had fully recovered. In the Responder group, the percent 

modulation between pre-stimulation and post-stimulation during closed-loop tended to be 

higher than 0% (Figure 36, right). The effects were not as pronounced in the open-loop 
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stimulation case. The Non-Responders did not have any discernable trend in LFP 

modulation between closed-loop and open-loop stimulation. To determine whether the 

modulation was significant we determined the distribution spread for our null hypothesis 

experiments which included the open-loop comparisons between stimulation and baseline 

as well as baseline and post-stimulation. Our data indicates the Non-Responder 

performance metrics indistinguishable from open-lop stimulation and only the 

Responders had significant LFP modulation (Figure 36, left).  

5.3.3 Model accuracy on out of sample data  and controller efficacy  

 To determine what distinguished Responders and Non-Responders we investigated 

prediction accuracy of the models (Figure 37). Essentially, we are asking how well the 

model can predict future outputs using past state values and the current input. Good 

models will have higher prediction accuracies at longer prediction horizons. The three 

responders had strong prediction accuracy out to 3.5ms prediction horizon. At the 7ms 

horizon one of the models still had strong prediction accuracy. All models performed 

poorly at the 200ms prediction horizon.  

 What is interesting in this data is that the prediction accuracy decay rate as a 

function of prediction horizon time is not the same for each model. For example, the 

model with the highest prediction accuracy in the responder group at the one sample 

point prediction horizon decayed faster than the model with the lowest one sample point 

prediction accuracy. In the following sections, we will determine the relationship 

between the magnitude of suppression and prediction accuracy.  
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Figure 37. Accuracy of different models across different prediction horizons classified by 

responders and non-responders. Each data point is the mean prediction accuracy across 

multiple segments of cross validation data. The bars correspond to the standard error of 

the mean. Methods for calculating the prediction horizon are in 6.4Appendix C. 

5.3.4  Broadband power in the LFP prior to stimulation and 

controller efficacy  

Another predictive factor of the magnitude of LFP modulation was the broadband 

power in the LFP prior to stimulation. The responder group had stronger spontaneous 

neural activity with bursting activity, as seen in Figure 35, left. The bursting activity has a 

strong broadband spectral profile and contributed to the increase in the PSD (Figure 36). 

It is unclear why bursting was present in the responder group experiments and not the 

non-responder group. Since the experimental objective is to minimize LFP activity, there 

needs to be sufficient neural activity (i.e. LFP bursts) in order to see significant effects. 

Our data clearly shows that experiments with low burst frequency prior to baseline had 
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no significant effect in minimizing LFP activity.  

 

Figure 38. LFP power in Responder groups was much higher than in Non-Responder 

groups.  

 

5.3.5  Robust models confer stronger LFP modulation  

 Our results showed both high frequency of bursts prior to stimulation and good 

prediction accuracy at 3.5ms prediction horizon was required to suppress LFP 

successfully (Figure 39). This makes sense, as a high model Ὑ  value indicates good state 

estimates which in turn determine the appropriate inputs to minimize the value function. 

Closed-loop stimulation in the responder group was significantly greater than both open-

loop stimulation and closed-loop stimulation in the non-responder groups.  
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Figure 39. High predictability determines extent of LFP suppression. Circles indicate 

closed-loop experiments, and the stars are for open-loop experiments. The bars 

correspond to 95% confidence intervals. The black arrow indicates the percent 

modulation for the experiment example shown in Figure 35. Dotted lines correspond to 

the null hypothesis distribution at two standard deviations.  

 

Next, we wanted to ascertain what prediction horizon was most correlated with 

suppression. Regression of the suppression with prediction accuracy at different 

prediction horizons is shown in Table 2. At all prediction horizons, there is a negative 

correlation between prediction accuracy and % modulation. The greatest correlation 

between prediction and modulation amplitude was at a prediction horizon of 1 ms (Figure 

37).  
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Table 2: Model accuracy across prediction horizons.  
Prediction  

Horizons (ms) 

0.5 1 2 3.5 7 14 

╡ value 

 ▬ ○╪■◊▄ 

0.81  

0.03 

0.85  

0.02 

0.83  

0.02 

0.75  

0.04 

0.09  

0.58 

0.03  

0.76 

 

5.4 Discussion 

 Our results show that model based feedback controller can use state dependent 

stimulation to efficiently suppress LFP activity. When the stimulation is applied in open-

loop the effects of stimulation on LFP suppression are minimized. Our data indicates that 

the LQG controller is highly effective when the ‘black-box’ model is accurate at multiple 

prediction horizons and there is sufficient background LFP activity to suppress. In 

experiments where the LQG was unsuccessful at suppressing LFP activity we found that 

there was a lack of LFP burst of activity and/or model prediction accuracy was weak. In 

negative control experiments, we applied the state dependent stimulation in an open-loop 

experiment. We found significantly different within subject effects between closed-loop 

and open-loop stimulation in four different experiments. Our results provide evidence 

that model based suppression of LFP activity is possible, and that Optimal Control 

algorithms could be used to design patient/subject specific therapies. 

5.4.1 Model Design 

Our regression analysis indicated that model prediction horizon had strong effect on the 
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efficacy of the Regulator. Robust suppression of LFP activity requires accurate state 

estimation. There are many ‘black-box’ algorithms could potentially be used for LFP 

data. We decided to go with Ho-Kalman system identification method because the state 

space model representation is required for designing the Kalman Filter and Regulator. 

Furthermore, the estimation of the state-space model using the Ho-Kalman algorithm 

measures correlations across longer time scales than typical difference equation methods 

like auto-regressive exogenous (ARX) models.  

In the responder group, we showed that the model accurately predicted the LFP at 

multiple time horizons, but in the non-responder group, prediction accuracy dropped 

quickly as the time horizon increased. One reason for the difference in predictability may 

be that the system identification data was highly non-linear which resulted in the design 

of linear state space models unable to capture dynamics of the evoked response. Non-

linearities in the data sets tend to arise when the stimulation amplitude is too high. In 

order to avoid this, lower stimulation amplitudes need to be used; however, if the 

stimulation amplitude is too low then a evoked response will not occur.  

This work also tested different system identification algorithms to estimate state-

space systems. In three other experiments, we used an algorithm called “n4sid” and in 

one experiment the auto-regressive exogenous input (ARX) algorithm to design state-

space models of LFP activity. Although the results from these experiments were 

inconclusive due to low sample size, these methods could design models with good 

prediction accuracies at multiple time horizons.  



 

              113 

 Further analysis is needed for the combined white noise LFP data set. There are a 

many different system identification approaches that can be used, and we have not yet 

scratched the surface to determine the appropriate method for models for feedback 

controllers. Furthermore, the use of adaptive models would be preferred to static models 

generated during system identification. An iterative system identification approach, 

where model coefficients are updated continuously or at specific intervals would be able 

to account for non-stationarities in the neural signal over long recordings. Also, use of an 

adaptive model scheme removes the need for having to do system identification prior to 

experimentation.  

 Yet another approach would be to use nonlinear system identification algorithms. 

These methods implement a non-linear transformation to the inputs prior to calculating 

the output variable. Lastly, adaptive models could be used to account for non-stationary 

conditions in the LFP. In addition to state variables corresponding to the LFP, the 

Kalman Filter can estimate optimal model parameters. This approach would increase 

computational cost, but would increase prediction accuracy. 

5.4.2 Regulator Design  

We designed the Linear Quadratic Regulator with two free parameters: tracking target 

and stimulation cost. For all experiments the tracking target was set to zero, which means 

the control policy will force the state variables to have trajectories with a mean of zero. In 

other words, the regulator does not introduce DC offsets. The stimulation cost differed 

across experimental subjects. This was predominantly due to the physical location of the 
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stimulation electrode. The VHC is a bundle of axons that transverses the midline. The 

optimal position of the stimulation electrode would be in the middle of the VHC for 

maximum activation. The stimulation amplitude threshold for generating an evoked 

response was inversely proportional to the position of the electrode with respect to the 

VHC. Smaller amplitudes were required when the electrode position was in the optimal 

location.   

 The stimulation cost was chosen in a way so that the stimulation magnitude of the 

regulator during a simulation run would be comparable to the stimulation magnitude of 

the GWN during system identification. Prior to executing the experiments, we calculated 

the eigenvalues of the full closed-loop system (including the feedback gain matrix). 

Eigenvalues greater than or equal to one indicated that the system was unstable. In these 

instances, we decreased the stimulation cost which would bring the full system into a 

stable region.  

5.4.3 Control Policy  

In all experiments, we set the control policy to minimize the difference between the target 

output and the model prediction and minimize the stimulation amplitude. The system 

states reflect the raw signal, which in all experiments was bandpass filtered (1-100Hz) 

LFP data. The objective in our experiments was to access the efficacy of the LGQ 

controller to minimize broadband filtered LFP data. We discovered that the likelihood of 

suppressing LFP activity was proportional to the frequency of baseline bursting activity. 

High frequency bursts would increase the broadband LFP frequency profile, giving the 
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controller something to suppress. In experiments with few bursts we saw limited 

suppression of LFP activity. Our data indicates that there is a flooring effect that prevents 

the controller from suppressing LFP activity if there are a limited number of bursts.  



 

              116 

Chapter 6  #ÏÎÃÌÕÓÉÏÎÓ 
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 The goal of this dissertation was to develop novel patient/subject closed-loop 

optimization algorithms for electrical stimulation with applications to seizure disorders. 

There are three fundamental approaches to optimizing electrical stimulation: 1) 

Determining optimal brain regions to stimulate for different seizure disorders, 2) 

Optimizing electrode performance, and 3) Development of personalized, precision 

electrical brain stimulation using closed-loop algorithms. The dissertation is focused on 

the first and third approaches, and I will discuss implication and future directions of this 

work.  

6.1 Optimal stimulation targets  

There are three types of brain regions that can be stimulated for seizure control. First, 

modulatory nuclei which has been shown to minimize seizure activity (Fisher et al., 

2010). Second, stimulation of the seizure focus using on-demand stimulation which is 

currently the state-of-the art for seizure control (Morrell and Group, 2011). Third, 

stimulation of fiber tracts which has shown to be highly effective in suppressing seizures 

in rodents (Rashid et al., 2012) and humans (Koubeissi et al., 2013). 

 We tested whether open-loop stimulation of the Endopiriform Nucleus (ENu) could 

suppress seizures. The motivation for testing this region was three-fold: first, it has been 

shown to be the site for driving seizure activity in the piriform cortex; second, the ENu 

sends afferents to the entorhinal cortex which is part of the gross hippocampal network 

responsible for seizure in patients with mesial temporal lobe epilepsy; third, it’s location 

is in a low-surgical risk area, so intervention may be preferable to other regions. Our 
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results showed that neither low nor high frequency stimulation could suppress focal 

hippocampal seizures in an acute seizure model. It may be the case that modulation of the 

ENc for seizure control requires prolonged stimulation over many days if not weeks. This 

hypothesis was supported by preliminary data presented at the Annual American 

Epilepsy Foundation in 2015. Their data indicated that stimulation of the deep Piriform 

Cortex over two weeks within a small cohort of rodents resulted in seizure suppression.  

 Following these results, we shifted our deep brain target for seizure control to the 

Ventral Hippocampal Commissure (VHC) which had been shown to be a good 

stimulation region for seizure control (Rashid et al., 2012). Our first step was to 

reproduce the results in previous studies. High frequency stimulation in an acute focal 

hippocampal seizure model was very effective in suppressing seizures. We decided to use 

the VHC – Hippocampal network as an experimental platform to test closed-loop 

algorithms for two reasons: first, the VHC strongly modulates the hippocampus proper, 

and second, electrode placement in the VHC is not difficult and is highly reproducible. 

Minimizing variability in surgical outcome prior to the seizure control experiments was 

imperative so that we could accurately access the efficacy of complex closed-loop 

algorithms. 

 Additionally, preliminary results from (Rashid et al., 2012) and (Koubeissi et al., 

2013) indicate that effective stimulation protocols tested in animals can also provide 

some therapy in humans.  
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6.2 Stimulation artifact removal for closed -loop electrical brain 

stimulation  

Real-time biomarker detection is predicated on the ability to extract features from clean 

neural signals. In closed-loop stimulation paradigms, the act of modulating the biomarker 

using stimulation introduces artifacts that corrupt the neural signal. It is vital to have 

robust filters that can remove artifacts while minimizing artifacts from the filtering 

process itself. Implemented correctly, these filters can clean corrupted neural data so that 

closed-loop algorithms can adjust stimulation parameter settings as a function of the 

biomarker of interest. We tested the performance of five different stimulation artifact 

filters in a computational model and then verified our results in vivo.  

 We used a "wobble oscillator" computational model to generate simulated local 

field potential (LFP) data with stimulus artifacts, evoked responses, and measurement 

noise. The root mean squared error (RMSE) between the noisy signal with the stimulation 

artifact and the true signal was used as a measure of filter performance. Our data shows 

that the Kalman and Adaptive FIR filters outperformed other approaches across all 

stimulation paradigms. However, the Kalman filter is computationally more intensive 

than the other methods by several orders of magnitude. Ultimately, the choice of which 

filter to use is dependent on the stimulation paradigm. For instance, if the experimenter or 

clinician is using periodic stimulation and has high confidence that the stimulation 

artifact will not change, then a simple template filter would be the recommended choice 

because is it simple and computationally efficient. On the other hand, if the experimenter 
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or clinician is using a sophisticated closed-loop algorithm with non-periodic stimulation, 

an Adaptive FIR or Kalman filter would be more appropriate.  

 Next, we tested five different digital stimulation artifact removal filters in vivo. 

Similar to the simulations studies, the performance of Adaptive FIR and Kalman filters 

exceeded that of the Blanking, Comb and Template filters. We also tested the efficacy of 

a bi-directional neural interface with a built in Adaptive FIR filter in collaboration with a 

group at the University of Michigan (Mendrela et al., 2016). The hardware successfully 

removed stimulation artifacts from high and low frequency stimulation pulse trains. We 

also showed that the Adaptive FIR could remove stimulation artifacts during seizures 

without corrupting the underlying neural signal.  

 Continuous monitoring of neural biomarkers is imperative for closed-loop therapies 

that administer therapy as a function of the magnitude of the biomarker. Without robust 

removal of stimulation artifacts, closed-loop algorithms may not converge to 

physiologically relevant stimulation solutions. There are many different filters 

experimentalists or clinicians can use for closed-loop therapies. The choice of filter 

largely will depend on the complexity of the therapy and hardware limitations of the 

implantable device.  

6.3 Determining optimal stimulation parameters for seizure control 

using reinforcement learning  

One method to optimize stimulation parameters for seizure control is to use a 

reinforcement learning (RL) algorithm that iteratively tests different parameter 
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combination to maximize reward. In our simulation experiments we set the reward to be 

inversely proportional to the magnitude of epileptogenic activity. The algorithm tries to 

find the best stimulation frequency for each state that maximizes the expected reward. 

We established a two-dimensional state-space using simple linear filters that separated 

the seizing state from the non-seizing state. The state space generated from simple linear 

filters closely resembles that of the original state space of the unobservable state 

variables.  

 Our simulation results showed that the reinforcement learning algorithm can find 

the optimal stimulation frequency under different experimental conditions. The 

discrepancy between the minimum stimulation frequency determined analytically through 

dynamical systems analysis and the optimal stimulation frequency can be explained by 

the objective of the RL algorithm, which is to maximize reward not suppress seizures. 

Since the Epileptor LFP signal contains various types of epileptogenic activity including 

seizures, we tuned the RL so that it removes all epileptogenic activity.  

 The time constant for the Softmax action selection policy allows for tuning of the 

RL algorithm. A low Softmax value results in a greedy approach while a high SoftMax 

value forces the RL algorithm to explore the parameter space leading to a process of 

optimizing a distribution of stimulation frequencies. This tuning parameter could be very 

helpful in a clinical setting to determine the optimal stimulation frequency that suppresses 

an epileptogenic biomarker. First, the clinician can set the temperature to a high value to 

explore the parameter space while allowing a distribution of frequencies to be optimized. 
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Only a subset of the larger frequency parameter space would have a high probability of 

being chosen. Then, the clinician could lower the SoftMax and have the RL algorithm 

learn the optimal stimulation frequency over a smaller parameter space. This is just one 

example of how RL algorithms can be used in a clinic to help patients with seizure 

disorders.  

6.4 Rejecting spontaneous neural activity through model based 

feedback control  

Another approach to personalize electrical brain stimulation is to use model based 

feedback control to suppress neural activity. Here an empirical model is fit to LFP 

response to electrical stimulation to make forward predictions. These predictions are 

assimilated with raw data using a Kalman Filter to estimate the neural state. The state 

estimates are then used by a Regulator to determine the appropriate feedback stimulation 

to suppress the neural activity. This approach generates state dependent arbitrary 

waveforms in closed-loop.  

 Multiple milestones were accomplished in this project. First, to the best of our 

knowledge, this is the first time a model-based feedback controller was used to modulate 

LFP activity using electrical stimulation. Our results clearly indicated that state-

dependent stimulation is required to suppress LFP activity, and that the suppression in 

LFP was not due to stimulation energy.  Another milestone from this project was 

validation of the predictive power of linear state space models. We used the Ho-Kalman 

system identification algorithm to estimate linear state-space models on six separate 
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experiments. In the responder group, we showed that the model accurately predicted the 

LFP at multiple time horizons clearly showing that linear models can capture most of the 

variance seen in LFP signals.   

 Further analysis is needed for the combined white noise LFP data set. There are a 

many different system identification approaches that can be used, and we have not yet 

scratched the surface to determine the appropriate method for models for feedback 

controllers. Furthermore, the use of adaptive models would be preferred to static models 

generated during system identification. An iterative system identification approach, like 

that of the Adaptive FIR stimulation artifact filter in Chapter 3, would be able to account 

for non-stationarities in the neural signal over long recordings. Also, use of an adaptive 

model scheme removes the need for having to do system identification prior to 

experimentation.  

 Lastly, this approach will need to be tested in seizing animals. We hypothesize that 

the LQR will drive the VHC with sufficient stimulation to minimize epileptogenic 

activity. The state space model would need to be trained on baseline inter-ictal data. The 

control policy would be designed to suppress large deviations from baseline activity, 

therefore suppressing fast oscillations and spike and wave events that occur prior to 

tonic-clonic seizure onset. This approach is different than on-demand approaches 

popularized by NeuroPace (Morrell and Group, 2011) and Optogenetic studies (Krook-

Magnuson et al., 2013) because the objective is not to suppress seizures, but to prevent 

seizures from occurring by increasing stimulation during ictogenesis. This should in 
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principle send the system back to an inter-ictal state.  

 It may be possible for Optimal Control algorithms, like the one tested here, to be 

implemented within an implantable device with sufficient hardware architecture. Model 

based controllers are used routinely in many engineering applications. If we can estimate 

a robust LFP model, then in principle we should be able to design controllers to any 

specification as determined by a clinician. One could envision a clinician tuning the 

feedback controller for a programmable stimulator during a routine clinic visit. The 

tuning process would first validate that the LFP model is making accurate predictions, 

and second establish that the full closed-loop system is stable. While there are still many 

unanswered questions regarding the long-term efficacy of Optimal Control 

neuromodulation therapies, there is a possibility that these technologies will become 

mainstream in the near future.  
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Appendix A  %ÐÉÌÅÐÔÏÒ -ÏÄÅÌ 

A.1 State Equations 

ὼ  ώ Ὢὼȟὼ ᾀ        (1) 

ώ ρ υὼ ώ           (2) 

ᾀ  Ὤὼ ᾀ Ὅ          (3) 

ὼ  ώ  ὼ ὼ Ὅ ρȢψόὼ πȢσᾀ σȢυ            (4) 

ώ  ώ Ὢὼȟὼ          (5) 

Ὢὼȟὼ  
Ȣ   

                        
        (6) 

Ὢὼȟὼ  Ȣ   Ȣ
                            Ȣ

               (7) 

ό  ‎ό πȢρὼ                (8) 

Ὤὼ  ὼ  Ȣ
Ȣ

         (9) 

Ὅ σȢρȟὍ πȢτυȟ† ψππ έὶ τππȟ † πȢππυȟ † πȢπρȟ‎ πȢπρ   

 

A.2 Reduced Model 

We used a two dimensional Epileptor model reduction to analytically compute the 

minimum energy stimulus parameters to suppress seizures given the time constant of the 

ᾀ variable 18.  The ᾀ variable equation remained the same (Eq. 3) while the ὼ  variable 
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was changed. 

 

Where Ὅ is the constant current used in the full Epileptor model. 

Appendix B  2ÅÉÎÆÏÒÃÅÍÅÎÔ ,ÅÁÒÎÉÎÇ 

B.1 TD(0) Algorithm  

The expected reward matrix ὗ is initialized to a value greater than the average reward ‘ 

plus some Gaussian noise disturbance with variance ≈0.001. 

ὍὲὭὸὭὥὰὭᾀὩ ὗίȟὥ  ‘                (1) 

Select action ὥᴂ 

Begin loop 

 Apply action ὥᴼὥ 

 Measure new state ίᴂ 

 Measure actual reward Ὑ 

 ὅὥὰὧόὰὥὸὩ Ὡὶὶέὶȡ  

‏   Ὑ ὗίȟὥ                              (2) 

 ὟὴὨὥὸὩ ὉὼὴὩὧὸὩὨ ὙὩύὥὶὨȡ  

 ὗίȟὥ ὗίȟὥ ‌ z(3)                ‏ 

ὼ  ὼ ςὼ ρ ᾀ  Ὅ         (10) 

ᾀ  Ὤὼ ᾀ      (11) 
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 ὛὩὰὩὧὸ ὲὩύ ὥὧὸὭέὲȡ   

 ὖὥᴂȿίᴂ

ȟ

В
ȟ                 (4) 

 Where, 

 ‌  ‌ ὥ ‍ ‌                              (5) 

 ‍ Ὡ Ⱦ                   (6) 

 ὧέόὲὸ ȟ       
ȟ       

               (7) 

End loop 

Appendix C  3ÔÁÔÅ ÓÐÁÃÅ ÃÏÎÔÒÏÌ 

C.1 Ho-Kalman Algorithm  

The impulse response of the system can be represented using the following equation: 

ώ  В Ὃό ὺ          (1) 

Where, 

Ὃ  
ȟ      

ȟ                    
            (2) 

is the transfer function of the system that maps inputs to outputs.  

The impulse response can be used to construct block-Hankel matrices: 

Ὄ  
Ὃ ȣ Ὃ
ể
Ὃ

Ệ
ȣ

ể
Ὃ

 and, Ὄ  
Ὃ ȣ Ὃ
ể
Ὃ

Ệ
ȣ

ể
Ὃ

     (3) 

Both Observability ὕ  and Controllability ὅ  matrices can be extracted from the 
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block Hankel matrices: 

ὕ  

ὅ
ὅὃ
ể

ὅὃ

        and, ὅ  ὄ ὃὄ ȣ ὃὄ      (4) 

We can then rewrite the block-Hankel matrices as: 

Ὄ ὕὅ      and, Ὄ ὕὃὅ         (5) 

Since we are dealing with noisy data, we are unable to extract the exact Observability and 

Controllability matrices from the neural evoked response (impulse response). We can 

instead use Singular Value Decomposition (SVD) to estimate the Observability and 

Controllability matrices from the block-Hankel matrix: 

Ὄ Ὗɫὠ             (6) 

ὕ Ὗɫ   and  ὅ ɫὠ           (7) 

The state space matrices are then calculated as follows:  

ὃ  ὕ Ὄὅ              (8) 

ὄ  ὅȡȟ  

ὅ ὕ ȡȟȡ 

Ὀ Ὃ 

C.2 Model accuracy across prediction horizons  

In order to determine model prediction accuracy into the future at different time horizons 

we used a popular method described in (Ljung, 1999).  

Given a dynamical system with the form: 
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ὼὸ ρ ὃὼὸ ὄόὸ          (1) 

ώὸ ὅὼὸ Ὀόὸ 

where ὼɴ Ὑ  is a vector containing the unobservable states of the system, and ὃ, ὄ, ὅ 

are matrices that contain the coefficients for the model. A constant gain value Ὀ is 

included.  

We can design a Kalman Filter around our dynamical systems model to forecast future 

states at different time horizons: 

ὢ ὃὢ ὄᴂόὸ ὒᴂώὸ   

ụ
Ụ
Ụ
Ụ
ợ

ὼὸ ρȿὸ
ὼὸ ρȿὸ ρ

ể
ὼὸ ρȿὸ † ρ
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ủ
ủ
ủ
Ủ
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Ủ
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ủ
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ụ
Ụ
Ụ
ợ
ὒ
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πỨ
ủ
ủ
Ủ

ώὸ 

ώὸȿὸ ρ
ể

ώὸȿὸ †
ὅṧ

ὼὸȿὸ ρ
ể

ὼὸȿὸ †
        (2) 

Where ὢᶰὙ  is the state prediction horizon matrix. Using this framework † is the 

largest prediction horizon that needs to be forecast. The Kalman Gain is the ὒɴ Ὑ  

vector and is only used in the calculation of the one time-step prediction horizon. The 

LFP prediction is determined by multiplying the ὅᶰὙ  vector with the state 

prediction matrix ὢ using the Kronecker product ἆ  . 



 

              145 

 We calculated model accuracy using the Coefficient of Determination Ὑ  metric 

which is formulated as follows: 

Ὑ ρ  
В

В  
         (3) 

where ώ is the model prediction values of the cross validation data set, ώ is the mean of 

the model prediction values, and ὒὊὖ  is the raw LFP data.  

 


